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427A VOLTMETER 


HEWLETT - PACKARD er 


FUNCTION 


RANGE 


1.5V MIN 


OFF 
VOLTS 


FEATURES 


Multiple function 
Ten ranges of AC voltage measurements 
Nine ranges of DC voltage measurements 
Seven ranges of ohms measurements 

10 megohm input impedance 

Floating input 

All solid state 

Battery operation 

AC line and battery operation with option: 01 
Taut band meter individually calibrated 


i? P. O. Box 301, Loveland, Colorado, 80537, Tel. (303) 667-5000 
Pha: Q Europe: 54 Route Des Acacias, Geneva, Switzerland, Cable: ““HEWPACKSA" Tel. (022) 42.87.50 


1% for 60 cps and above. 450 volt 
Overload: 1200 vdc on any range. 
AC VOLTMETER 


Voltage Ranges: 10 mv to 300 v rms full scale in a 


1, 3, 10 sequence (10 ranges). 
Frequency Range: 10 cps to 1 MC. 
Accuracy: (0°C to 50°C). 


Range ) +2% of full scale 
.O| V-30 V 10 cps-| MC 
100 V-300 V 10 cps-100 KC 


Frequency Response: 


lcps 5cps lOcps IMC 


2MC 3MC 4MC 


Typical frequency response 10 mv to 30v ranges. 


Input Impedance: 10 megohms shunted by 40 pf on 
10 mv to 1 v ranges; 20 pf on 3 v to 300 v ranges. 


Response: Responds to the average value of the input; 
calibrated in rms volts for-a sine wavé input. 


Overload: 300 v/rms momentarily up to 1 v range. 
425 v/rms maximum above 1 v range. 
OHMMETER 


Resistance Ranges: 10 ohms center scale to 10 meg- 
ohms center scale (7 ranges ). 


Accuracy: +5% of reading at midscale (0°C to 


90 «a0. 


Position ; 

Power: 22-1/2 volt dry 
or RCA VS102). ~~ 
Option 01: Battery operation 
(selecteable on rear panel). 
cps to 1000 cps, 1/2 w. ~ ae 

Outline Drawing: Standard 1/3 module. _ 


TN { 
|| it 


4278 


NOTE OIMENSIONS IN INCHES AND (MILLIMETERS) 


a 
Weight: Net, 5-1/4 Ibs. (2,36 kg); Shipping, 6-1/2 
Ibs (2,9 kg). | 
Accessories Available: | 
11039A Capacitive voltage divider (1000:1) 25 kv 
max. 
11001A 45” test lead, dual banana plug to male BNC. © 
11002A 5° test lead, dual banana plug to alligator — 
clips. 
11003A 5’ test lead, dual banana plug to pencil probe 
and alligator clip. 
10111A BNC female-to-banana-plug adapter. 
Price: & 427A: $195.00 with battery. 
Option 01: AC line and battery operation $230.00 


Prices f.0.b. factory 
Data Subject to change without notice 


P Indicates change from prior specifications 
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SECTION I 
GENERAL INFORMATION 


1- 1. DESCRIPTION. 

1-2. The Hewlett-Packard Model 427A is a versatile, compact, self-contained 
voltmeter. It is capable of making dc measurements from 1 mv to 1000 volts, ac 
F measurements from 0.3 mv to 300 volts at frequencies from 10 Hz (cps) to 1 MHz 
- (Mc), and resistance measurements from 0.2 ohms to 500 megohms. With the 01 
option, the Model 427A may be powered either by the 115 or 230 volt line or by an 
internal 22-1/2 volt dry cell battery. 


1-3. The use of solid state components throughout gives the 427A both ruggedness 
and reliability. Current drain from the battery is very low, and typical battery 
life is about 300 hours. 


1-4. The specifications and a full description of the Model 427A are given in the 
enclosed data sheet. 


1-5. INSTRUMENT AND MANUAL IDENTIFICATION. 


1-6. Hewlett-Packard uses a two-section eight-digit serial number (000-00000). 

_ if the first three digits of the serial number on your instrument do not agree with 
those on the title page of this manual, change sheets supplied with the manual will 
define differences between your instrument and the Model 427A described in this 
manual. 


1-7. If the first three digits of the serial number are prefixed with an E ora G, 
your instrument was produced in Europe. An E000-00000 serial number indicates 
that the instrument was manufactured in England; a G000-00000 serial number in- 
dicates that the instrument was manufactured in Germany. 


1-8. AVAILABLE ACCESSORIES. 
1-9. The following accessories are available for the Model 427A: 


-hp- 11001A 45" test lead - dual banana to bne male 

-hp- 11002A 5' test lead - dual banana to alligator clips 

-hp- 11003A 5' test lead - dual banana to pencil probe and alligator clip 
-hp- 10111A shielded bne female to banana plug adaptor 

-hp- 11039A 1000:1 capacitive voltage divider 
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Paraerenns 2-1 to 2-13 


SEC TION II 
INSTALLATION 


_ 2-1. INTRODUCTION. 


2-2. This section contains information and instructions necessary for the instal- 
lation and shipping of the Model 427A Voltmeter. Included are initial inspection 


_ procedures, power and grounding requirerments, installation information, and in- 


structions for repackaging for shipment. 
2-3. INITIAL INSPECTION. 


2-4. This instrument was carefully inspected both mechanically and electrically 
before shipment. It should be physically free of mars or scratches and in perfect 


electrical order upon receipt. To confirm this, the instrument should be inspected 


for physical damage in transit. Also check for supplied accessories, and test the 
electrical performance of the instrument using the procedure outlined in Para- 
eraph 5-5. If there is damage or deficiency, see the warranty on the inside rear 
cover of this manual. 


2-5. POWER REQUIREMENTS. 


2-6. The Model 427A uses a 22.5 volt dry cell battery for its primary power 


source. However, if Option 01 is included, the Model 427A can be operated from 
any source of 115 or 230 volts (410%) at 50 to 1000 Hz(cps). Withthe instrument dis- 
connected from the ac power source, move the slide switch (located on the rear 
panel) until the desired line voltage appears. Power dissipation is less than 1 watt 
maximum. 


2-7. GROUNDING REQUIREMENTS. 


2-8. To protect operating personnel, the National Electrical Manufacturers' As- 
sociation (NEMA) recommends that the instrument panel and cabinet be grounded. 
The Option 01 427A is equipped with a three-conductor power cable which, when 
plugged into an appropriate receptacle, grounds the instrument. The offset pin on 
the power cable three-prong connector is the ground wire. 


2-9. To preserve the protection feature when operating the instrument from a two- 
contact outlet, use a three-prong to two-prong adapter and connect the pigtail on 
the adapter to ground. 


2-10. INSTALLATION. 


2-11. The Model 427A is fully transistorized; therefore, no special cooling is re- 
quired. However, the instrument should not be operated where the ambient tem- 


‘perature exceeds +559C (140°F). 


2-12. BENCH MOUNTING. 


2-13. The Model 427A is shipped with plastic feet and tilt stand in place, ready for 
use as a bench instrument. 


Section II Model 427A ; 
Paragraphs 2-14 to 2-2 


2-14. RACK MOUNTING. 


2-15. The Model 427A may be rack mounted by using an Adapter Frame (-hp- Part 
No. 5060-0797). The adapter frame is a rack frame that accepts any combination — 
of submodular units. It can be rack mounted only. For additional information, ad- 
dress inquiries to your local -hp- Sales and Service Office. (See Appendix B for 
office locations. ) 


2-16. COMBINATION MOUNTING. 


2-17. The Model 427A may be mounted in combination with other submodular units 
by using a Combining Case (-hp- Model 11051A). The Combining Case isafull- 
module unit which accepts various combinations of submodular units. Being a full- 
module unit itself, it can be bench or rack mounted and is analogous to any full- 
module instrument. | 


2-18. REPACKAGING FOR SHIPMENT. 


2-19. The following paragraphs contain a general guide for repackaging of the in- 
strument for shipment. Refer to Paragraph 2-20 if the original container is to be 
used; 2-21 if it is not. If you have any questions, contact your local -hp- Sales and 
Service Office. (See Appendix B for office locations. ) 


NOTE 


If the instrument is to be shipped to Hewlett-Packard 
for service or repair, attach a tag to the instrument 
identifying the owner and indicating the service or re- 
pair to be accomplished; include the model number and 
full serial number of the instrument. In any corres- 
pondence, identify the instrument by model number, 
serial number, and serial number prefix. 


2-20. If original container is to be used, proceed as follows: 


a. Place instrument in original container if available. If original container 


is not available, one can be purchased from your nearest -hp- Sales and 
Service Office. 


b. Ensure that container is well sealed with strong tape or metal bands. 
2-21. If original container is not to be used, proceed as follows: 


a. Wrap instrument in heavy paper or plastic before placing in an inner 
container. 


b. Place packing material around all sides of instrument and protect panel 
face with cardboard strips. 


c. Place instrument and inner container ina heavy carton or wooden box 
and seal with strong tape or metal bands. 


d. Mark shipping container with "DELICATE INSTRUMENT, "' "FRAGILE" 
etc. 
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< SECTION II 

e | OPERATING INSTRUCTIONS 

. NOTE 

4 | In this manual, the international standard unit of fre- 
quency, the Hertz, will be used rather than cycles per 


second. 


1 Hertz (Hz) = 1 cycle per second 


3-1. INTRODUCTION. 


spp The Model 427A may be operated as a de voltmeter, ac voltmeter, ohmmeter 
or db meter. This section contains operating instructions for each mode of opera- 
tion. 


3-3. FRONT AND REAR PANEL DESCRIPTION. 


3-4. Figure 3-1 shows the location of all the Model 427A controls and indicators 
and explains the function of each. The rear panel is shown with Option 01. The 
standard rear panel is blank. | 


3-5. OPERATING INSTRUCTIONS. 
3-6. MECHANICAL ZERO ADJUSTMENT. 


3-7. Before any measurements are made, complete the Mechanical Zero Adjust- 
ment in the following steps. 


a. Be sure instrument has been off for at least one minute. 


b. Rotate Mechanical Zero Adjustment screw CLOCKWISE until meter 
pointer is to the left of zero and moving upscale toward zero. 


c. Continue to rotate adjustment screw clockwise. STOP when needle is 
exactly on zero. If needle overshoots, repeat step b. 


d. When pointer is exactly over zero, rotate adjustment screw slightly 
COUNTERCLOCKWISE to relieve tension on suspension. If the pointer 
moves to the left, repeat whole procedure, but make the counterclock- 
wise rotation less. 


3-8. TURN-ON PROCEDURE. 
3-9. Standard Instrument. 
a. Rotate the FUNCTION Switch to the BATT/1.5 MIN position. 


b. The meter should read 1.5 or higher on the 0-3 scale, indicating that 
the battery voltage is 15 volts or higher. If the reading is below 1.9, 
replace the battery according to the steps in Paragraph 5-13. 


3-10. Option 01 Instrument. 


a. Select either battery or line operation with the rear panel BATT/ LINE 
slide switch. If battery operation is selected, check the battery accora- 
ing to Paragraph 3-9. 
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Section II Model 427A 


Paragraphs 3-11 to 3-15 


b. .If line operation is selected, set the 115/230 slide switch to indicate the 


line voltage used. Rotate the FUNCTION switch to the desired function. 
During line operation, the BATT/1.5 MIN check position displays the 
output of the Option 01 power supply. The reading should be 1.5 or. 
higher on the 0-3 scale, indicating a power supply output of 15 volts or 
more. This serves as a convenient check of the power supply. 


3-11. DC MEASUREMENTS. 


a. Rotate the FUNCTION switch to +DCV or -DCV depending on the polarity 
of the input. 


b. Short the VOLTS input to the COM input, rotate RANGE to 0.1, and ad- 
just the DC ZERO/Qwm thumbwheel for zero meter deflection. 


c. Remove shorting connection. If there is a zero offset with COM and 
VOLTS open, refer to the Alignment Procedures in Paragraph 5-30. 


d. Select approximate range of input with RANGE switch. 


DO NOT APPLY MORE THAN 1200 VDC TO ANY DC 
RANGE. 


e. Connect input across VOLTS and COM terminals and read magnitude of 
input on meter. 


3-12. RESISTANCE MEASUREMENTS. 
a. Rotate the FUNCTION switch to OHMS. 


b. Select the approximate range with the RANGE switch; and with the input 
terminals open, adjust the DC ZERO/Qo thumbwheel for an indication 


on the ohms scale. (Pointer should rest on the mark just to the left of o. 


c. Connect the unknown resistance across the OHMS and COM terminals. 
Read the resistance value on the ohms range. 


NOTE 


For best accuracy, select an ohms range that will 

place the meter pointer near the center of the scale. 
3-13. AC MEASUREMENTS. 
3-14. The Model 427A responds to the average value of the ac input and is cali- 
brated in rms volts for a sine wave input. Since the average value and the rms 


value of a non-sinusoidal signal are different, any distortion on the input will affect 
the accuracy of the reading. Table 3-1 shows the effect of harmonic distortion on 


a reading. 
3-15. Use the following steps to make an ac measurement. 


a. Rotate FUNCTION switch to ACV. 


3-4 


Model 427A Section III 


Paragraph 3-16 and Table 3-1 


b. Rotate RANGE switch to approximate range of input voltage. 


Ce 


INPUT VOLTAGE TRUE RMS 
CHARACTERISTICS VALUE 


DO NOT APPLY MORE THAN 425 V RMS WHEN THE 
INSTRUMENT IS ON RANGES ABOVE 3, OR MORE 
THAN 300 V RMS ON RANGES BELOW 3. 


Connect the signal to be measured to the VOLTS and COM terminals and 
read the magnitude on the voltage scale. 


Table 3-1. Effects of Harmonic Distortion 


METER 
INDICA TION 


Fundamental = 100 


Fundamental + 10% 
second harmonic 


Fundamental + 20% 
second harmonic 


Fundamental + 50% 
second harmonic 


Fundamental + 10% 
third harmonic 


Fundamental + 20% 
third harmonic 


Fundamental + 50% 
third harmonic 


NOTE 


This chart is universal in application since these er- 
rors are inherent in all average-responding volt- 
meters. The error shown above may vary with the 
phase relationship between the harmonic and funda- 
mental. 


3-16. DB MEASUREMENTS. 


a. 


Making a db or dbm measurement is essentially the same as making an 
ac voltage measurement. Follow the steps in Paragraph 3-13, but read 
the magnitude on the db scale. 


The 1 volt position of the RANGE switch is the 0 dbm range. Each posi- 
tion above 1 volt is a 10 db increase, and each position below 1 volt isa 
10 dbdecrease. Table 3-2 lists the db value of each range. 


Section II Model 427A — 
Table 3-2 : 3 


Table 3-2. DB Range Identification 


c. A given db reading is equal to the algebraic sum of the scale and the 
meter reading. For example, if the meter reading were -6 and the in- 
strument were on the 10 volt (+20 db) range, the final reading would be 
20 db -6 db = 14 db. 


d. The 427A meter is calibrated indbm. 0 dbm is equivalent to 0. 775 volt 
dropped across a 600 2 load. Consequently, any dbm measurements 
must be made across a total impedance of 600 2. Measurements across 
other impedances will be in db, but not dbm. 


e. To convert a db reading to dbm, use the Impedance Correction Graph 
(Figure 3-2). For example: To convert a +30 db reading made across 
90 {2 to dbm, locate the 50 2 load impedance on the bottom of the graph. 
Follow the impedance line to the heavy black line and read the meter 
correction at that point. The correction for 50 2 is +10.5 dbm, and the 
corrected reading is +40.5 dbm. 
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Paragraphs 4-1 to 4-8 


SECTION IV 
THEORY OF OPERATION 


NOTE 


In this manual, the international standard unit of fre- 
quency, the Hertz, will be used rather than cycles per 
second. 


1 Hertz (Hz) = 1 cycle per second 
4-1. GENERAL. 


4-2. The Model 427A measures ac voltage, dc voltage, and resistance. It is bat- 
tery operated, but with Option 01, can be powered by line voltage. Figure 4-1 
shows a simplified block diagram of the 427A. 


4-3. The Battery Regulator (Al) regulates the battery output and provides +6. 7 

and -6.7 volt bias supply to the amplifiers. The 427A uses two amplifiers, the DC 
Amplifier (A1) and the AC Metering Circuit (A2). The former is a high input im- 
pedance unity gain amplifier used to amplify dc and resistance inputs. It also 
serves as a preamplifier for ac signals. The AC Metering Circuit amplifies ac sig- 
nals from the preamplifier, converts them to dc signals proportional to the average 
ac, and feeds them to the meter. The meter displays the rms value of the ac. 


4-4, The DC Offset Adjust (A2) compensates for leakage current from the de ampli- 
fier, and the DC and OHMS CAL are resistive circuits used for calibration. 


4-5. DC OPERATION. 


4-6. Figure 4-2 shows the Model 427A in the DC Mode of Operation. The dc input 
is first applied to the DC Range Attenuator where it is attenuated by 10 db for each 
step of the attenuator. Dc current from the attenuator goes to the DC Filter, and 
the filter rejects any ac superimposed noise that may be present on the input. The 
de output of the filter goes to the DC Amplifier (Al) and then to the meter. The DC 
Amplifier matches the high impedance of the attenuator to the low impedance of the 
meter. The DC CAL circuits are resistive circuits in series with the meter used 
to adjust the meter current to calibrate the lower ranges. 


4-7. OHMS OPERATION. 


4-8. Figure 4-3 is a block diagram of the Model 427A in the OHMS mode of opera- 
tion. With the input open, R, and Rp form a voltage divider. The voltage across 
Rp causes full scale current to flow through the meter. The Ohms Cal circuit ad- 


_justs the meter current for an indication of » with the input open. When Ry, is 


equal to Rp, the total resistance from the OHMS terminal to ground will be R;/2, 
the voltage across Rp and Ry will be halved, and the meter indication will be half 
scale. The Model 427A is designed so that the full RANGE setting will be displayed 
in the center of the scale. For example, 10 2 onthe X10 range is a center scale 
reading. 
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Section IV Model 427A 
Paragraphs 4-9 to 4-18 
4-9. AC QPERATION. 


4-10. Figure 4-4 shows a block diagram of the 427A in the ac mode of operation. 
The input signal goes to the AC Range Attenuator. On the 1 volt range and below 
the signal is not affected by the ac range attenuator; but on all the higher ranges, 
the signal is attenuated by 50 db. Capacitor C3 adjusts the frequency response of 
the attenuator with a 3 volt 100 KHz input. The signal from the AC Range At- 
tenuator goes through the DC Amplifier to the AC Post Attenuator where it is at- 
tenuated by 10 db for each step of the RANGE selector. The DC Amplifier matches 
the low impedance of the Post Attenuator to the high impedance of the Range At- 
tenuator, acting as a preamplifier. 


4-11. The ac metering circuit contains both a feedback stabilized ac amplifier and 
an averaging meter circuit. The meter circuit converts the ac signal to a de volt- — 
age proportional to the average of the ac amplifier output. Re adjusts the current 
through the meter so that the scale reading is in rms volts. 


4-12. CIRCUIT DESCRIPTIONS. 
4-13. DC AMPLIFIER (A). 


4-14. Figure 6-3 is the schematic diagram of the Model 427A. The input to the DC 
Amplifier (A1) is applied through Pin 2 to the impedance converter A1Q6. A field- — 
effect transistor is used as the impedance converter because of its characteristi- 
cally high input impedance. Transistors A1Q7 and A1Q9 make up a two-stage 
amplifier, with A1Q9 as an emitter follower output stage. The signal from the 
emitter of A1Q8 is fed back to the base of A1Q7 for gain stabilization. 


4-15. A1Q8 acts as a constant current source to A1Q6. This constant current in 
A1Q6 assures linear tracking and helps minimize drift. 


4-16. DC OFFSET (A2). 


4-17. The gate leakage from A1Q6 (IGgc) amounts to a fraction of a nanoamp. This 
current is insignificant by itself, but with the input open it flows through the DC 
Range Attenuator resistance of 10 megohms and the resultant voltage drop causes a 
few millivolts deflection on the lower de scales. When measuring across a low im- 
pedance, Iqgg flows mostly through the low impedance, and its effect on the read- 
ing is insignificant. However, when measuring across a high impedance, Iggg has 


a greater effect. At elevated temperatures, Iggg becomes much larger, and could 
create a larger error. 


4-18. The DC Offset Circuit (A2) (see Figure 4-5) compensates for the leakage from 
A1Q6. A positive voltage tapped from A2R17 reverse biases A2CR1. The reverse 
leakage current from A2CR1 (Ip) meets an extremely high resistance at the gate of 
A1Q6 and passes through the much lower resistance of the attenuator, ina direc- 
tion opposite to that of Iggg. By adjusting A2R7, Ip can be set so that it and Iqgg 
cancel each other. The net voltage drop across the attenuator would then be zero. 
A2CRI1 has a temperature characteristic quite similar to that of A1Q6. Therefore, 


as Iqgg increases, Ip increases and the amount of additional error at higher tem- 
peratures is lessened. 
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Figure 4-5. DC Offset Circuit 
4-19. AC METERING CIRCUIT (A2). 


4-20. Figure 6-3 contains the schematic of the ac metering circuit. The ac input 
from the ac post attenuator is applied through A2C1 to the base of A2Q1. A2Q2 is 
an emitter follower that provides impedance matching to common emitter output 
stage A2Q3. Capacitor A2C4 provides an ac feedback path for gain stabilization. 


4-21. The output from the collector of A2Q3 is rectified by A2CR3 and A2CR4 and 
applied to the meter movement. 


4-22. Resistor A2R11 is used to calibrate the amplifier at low frequency. A2R11 is 
adjusted for full scale meter deflection with a 10 mv, 400 Hz input. Capacitor 
A2C3 is used to calibrate the amplifier at high frequency. Witha 10 mv, 1 MHz 
input, A2C3, adjusted for full scale. 


4-23. BATTERY REGULATOR A1 (See Figure 6-3 i 


4-24, The Battery Regulator regulates the dc voltage from the 22.5 volt battery or 
from the optional power supply. Transistors Q1 and Q2 form a series regulator, 
and transistors Q5, Q6, and Q7 form a reference amplifier. The reference is 
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Table 5-1. Required Test Equipment 


INSTRUMENT REQUIRED USE RECOMMENDED 
TYPE CHARACTERISTICS MODEL 


DC Voltage* Range: 0-300 v Performance | -hp- Model 738BR 
Standard Accuracy: +0. 2% Checks Voltmeter Cali- 
brator 


-hp- Model 200SR 
Oscillator 


Test Oscil- 
lator* 


Frequency Range: 400 | Performance 
Hz to 100 KHz 
Output: 0° to-3*vac 


-hp- Model 739AR 
Frequency Res- 
ponse Test Set. 


Performance © 
Checks 


Frequency 
Response* 
Test Set 


Frequency Response: 
+0. 5% 400 Hz to 1 
MHz 

Output: 0 to 3 vac 


10 2 to 10 MQ | Performance 
Checks 


General Radio 
Model 14322 
Decade Resistor 


DC Voltmeter | Range: 0-50 vde Troubleshoot- | -hp- Model 427A 
Accuracy: +2% ing Voltmeter 

AC Voltmeter | Range: 0-50 vac Troubleshoot- | -hp- Model 427A 
Accuracy: +2% ing Voltmeter 


* Contained in -hp- K02-738BR VTVM Calibration System. 


Decade Re- 
sistor 


Range: 
Accuracy: +0. 5% 


0-0 
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“Model 427A 


SECTION V 
MAINTENANCE 


NOTE 


In this manual, the international standard unit of fre- 
quency, the Hertz, will be used rather than cycles per 
second. | 


1 Hertz (Hz) = 1 cycle per second 


5-1. INTRODUCTION. 


5-2. This section contains information necessary to maintain the Model 427A. The 
_ following paragraphs describe the Performance Checks, the Calibration Procedures, 
and the Troubleshooting Procedures. 


0-3. REQUIRED EQUIPMENT. 


e=4) Table 5-lisa list of the equipment needed to properly maintain the Model 
427A. If the recommended model is not available, use any Substitute that meets the 
required specifications. - 


0-5. PERFORMANCE CHECKS. 


5-6. The Performance Checks are "in cabinet" tests that compare the Model 427A 
with its specifications. These procedures can be used both for incoming inspection 
and periodic inspection. If the Model 427A does not meet its specifications, refer 
to the Alignment and Calibration Procedures, Paragraph 5-25. 


5-7. AC ACCURACY AND FREQUENCY RESPONSE CHECK. 


5-8. The AC Accuracy and Frequency Response Check requires a test oscillator 
that is flat within +0. 5% from 5 Hz (cps) to 1 MHz (Mc). The absolute value of the 
applied voltage must be accurate within +0. 2%. The -hp- Model 738BR Voltmeter 
Calibrator produces a 400 Hz signal that is within less than 0. 2% of the indicated 
output. The -hp- Model 739AR Frequency Response Test Set and 200SR Oscillator 
combination can be adjusted to within less than 0. 5% of a desired reference from 5 
Hz to 5 MHz. Inthe following procedures, whenever the frequency response test 
set is used, a set level indication is mentioned. Set level is a meter used to re- 
establish the proper amplitude each time the frequency is changed. 


NOTE 


Before beginning the Performance Checks, be sure to 
adjust the mechanical meter zero according to the steps 
in Paragraph 3-6. 

5=9, AC Accuracy Check. 


5-10. Connect the test oscillator, the frequency response test set, and the voltmeter 
calibrator as shown in Figure 9-1. 


a. Set the voltmeter calibrator for an output of 0.01 volts at 400 Hz 


b. Set S1 in Figure 5-1 to position B. 


Section V 
Figure 5-1 
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Model 427A . rte a _.. Section Vv,” 


nal " Paragraphs 5-11 to 5413)! 
__¢. Set the Model 427A FUNCTION to ACV and the RANGE to 0.01. is 
d. The 427A should read 0.01 volts rms +2% (2 minor scale divisions). 


Repeat steps a through d for each ac RANGE selection through 300 v by 
setting the voltmeter calibrator output to the full scale value for each 
range. The Model 427A indication should not vary from the known input 
by more than +2% on any range. 2% corresponds to 2 minor divisions on 
the 0-1 scale and 1/2 minor division on the 0-3 scale. 


f. Set the Model 427A to the 1 volt range and apply 0.9, 0.8, 0.7, 0.6, 0.5 
0.3, 0.2, and 0.1 volt signals. In each case the reading should be with- 
in two minor divisions of the known input signal. 


g. Set the Model 427A to the 3 volt range and apply 2.5, 2, 1.5, 1, and 0.5 
volt signals. In each case the reading should be within 1/2 minor divi- 
sion of the known input signal. 


2 


5-11. Frequency Response Check. 


pd 2.-The frequency range of the frequency response test set used is 300 KHz to 10 
MHz. The Model 427A must be checked from 5 Hz to 1 MHz, so an external oscil- 
lator is used to drive the frequency response test set at lower frequencies. 


a. Set Sl in Figure 5-1 to position A. Set the Model 427A RANGE to 0.01. 


b. Set the frequency response test set frequency selector to accept an ex- 
ternal oscillator input and set the amplitude control for a 0.01 volt out- 
put. 


c. Set the oscillator to 400 Hz and adjust the output for a 0.95 indication on 
the 427A 0-1 scale. 


d. Adjust the set level control on the frequency response test set for a con- 
venient meter indication. Record indication for reference in steps e 
through g. 


e. Change the oscillator frequency to 5 Hz and reset the oscillator ampli- 
tude for the set level indication in step d. DO NOT readjust the set 
level control on the frequency response test set. The 427A indication 
should not vary by more than +3 minor scale divisions (+3%). 


f. Repeat step e for 10 Hz, 100 Hz, 1 KHz, 10 KHz, and 100 KHz. In each 
case the 427A indication should not vary by more than +2 minor scale 
divisions (42%). 

ge. Set the frequency response test set for 500 KHz using its internal oscil- 
lator. Adjust the amplitude vernier for the set level indication in step d. 
DO NOT readjust the set level control. The 427A indication should not 
vary by more than +2%. 


h. Repeat step g with the frequency set at 1 MHz. 


o-13. Repeat Paragraphs 5-9 through 5-12 with the 427A RANGE set to 3 volts. The 
427A reading should not vary by more than +2% (41/2 small scale division). 


Section V | Model 427A — 
Paragraphs 5-14 to 5-17 and Figure 5-2 and Table 5-2 : rc 


5-14. RESISTANCE ACCURACY CHECK. 


5-15. To check the resistance accuracy, precision resistances are needed. Fig- 
ure 5-2 shows the resistance accuracy check using a General Radio Model 1432Z — 
decade resistor. The resistance used should be accurate to within +0. 5% and should 
have a range of 10 ohms to 10 M ohms. a 


hp 427A 


DECADE RESISTOR VOLTMETER 


GENERAL RADIO 1432Z 


®©&©9HOO® 


Figure 5-2. Resistance Accuracy Check 


a. With the input open, set the Model 427A FUNCTION to OHMS and the 
RANGE to X10. Adjust the DC ZERO/Q adjustment for an indication 
of « on the meter face. (The needle should rest on the mark just to the - 
left of .) . 


b. Connect the decade resistor and the Model 427A as shown in Figure 5-2, 
and set the decade for 10 2. 


c. The 427A meter should read within +5% of the known resistance (- one 
small scale division, + one-half small division). 


d. Repeat steps a through c using the RANGE and decade resistor settings 
listed in Table 5-2. 


NOTE 


The DC ZERO/Q adjustment need only be made on 
the X10 and X1K ranges. 


Table 5-2. Settings for Resistance Accuracy Check 


RANGE DECADE 


5-16. DC ACCURACY AND LINEARITY CHECK. 


0-17. The DC Accuracy and Linearity Check requires a de voltage standard that is 
accurate to within +0. 2% of its indicated output from 0.1 volt to 300 v. The -hp- 


o-4 
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7 Paragraphs 5-18 to 5-19 and Figure 5-3 


Model 738BR Voltmeter Calibrator is accurate to within +0. 1% of the indicated out- 
put. Figure 5-3 shows the test setup for the DC Accuracy and Linearity Check. 


-VOLTMETER CALIBRATOR 
hp 738BR hp 427A 
) VOLTMETER 


427A-B~0530 


Figure 5-3. DC Accuracy and Linearity Check 
a. Set the Model 427A FUNCTION to +DCV and the RANGE to 0. 1. 


b. Adjust the DC ZERO/Q for zero. This adjustment need only be made 
on the 0.1 volt range. 


c. Connect the voltmeter calibrator and the Model 427A as shown in Fig- 
ure 5-3. 


d. Set the voltmeter calibrator output to 0.1 volts dc. The Model 427A 
should read 0.1 volt +2%. 


e. Repeat stepsathrough e for each RANGE selection to 300 v by setting 
the voltmeter calibrator output to the full scale value for each range. 
The Model 427A indication should not vary from the known input by more 
than +2% on any range. 2% corresponds to 2 minor divisions on the 0-1 
scale and 1/2 minor division on the 0-3 scale. 


f. Set the dc RANGE to 1000 V and the voltmeter calibrator to 300 v. The 
Model 427A should read 300 v +2% of full scale on the 1000 volt range. 


g. Set the Model 427A to the 1 volt range and apply 0.9, 0.8, 0.7, 0.6, 
0.5, 0.4, 0.3, 0.2, and 0.1 volt dc signals from the voltmeter calibrator. 
In each case the reading should be within two minor divisions of the 
known input voltage. 


h. Set the Model 427A to the 3 volt range and apply 2.5, 2, 1.5, 1, and 0.5 
volt de signals. In each case the reading should be within 1/2 division 
of the known input voltage. 


i. Repeat steps a through f with the FUNCTION set to -DCV and the volt- 
meter calibrator set for a negative output. The test results should be 
the same. 


0-18. AC SUPERIMPOSED NOISE CHECK. 


0-19. A peak ac superimposed noise signal 100 times the full scale input should 
affect the Model 427A reading less than 1%. ‘Figure 5-4 shows the test setup using 


~~ 


J-o0 
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Paragraphs 5-20 to 5-22 and Figure 5-4 | 


a variable line transformer as a noise generator. A 7.07 volt rms output from the 
variac corresponds to a 10 volt peak noise signal. The 10 volt noise signal will be © 
applied to the 0.1 volt de range. 


hp 427A 
VOLTMETER 


VARIABLE 


LINE 
TRANSFORMER 


427A-B-053! 


Figure 5-4. AC Superimposed Noise Check 


a. Set the 427A FUNCTION to +DCV and short the input. Set the RANGE to 
0.1 and adjust the DC ZERO/Q o for 0 meter indication. 


b. Switch the FUNCTION to ACV and the RANGE to 10. Connect the vari- 
able line transformer and the Model 427A as shown in Figure 5-4. 


Adjust the transformer output for a reading of 7.07 volts rms on the 427A. 
d. Switch the 427A FUNCTION to +DC and the RANGE to 0. 1. 


e. The meter should not move more than 1 minor scale division from 0 


(41%). 
NOTE 


The meter may move upscale momentarily and then 
return to zero. This indicates the charging of the DC 
Filter capacitors and is normal. 


f. Repeat steps a through e using the 1 volt de range and 70.7 volt rms 
signal from the transformer. 


0-20. INPUT IMPEDANCE CHECK. 
0-21. Input Resistance Check. 


0-22. Figure 5-5 shows the setup for the input resistance check. A 1M Q resistor 
is connected in series with the input, and the voltage drop across the input resis- 
tance will be: 


oy in 
an _ E pplied R eran ) 
series in 
With 1 volt applied, ER will be 0.91 volt if the input resistance is10MQ. E 


: R 
varies directly with changes in Rin: 
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a... Connect the Model 427A and the voltmeter calibrator as shown in A of the 
Input Resistance Check (Figure 5-5). Set the Model 427A FUNCTION to 
+DCV and RANGE to 1 V. 


b. Set the voltmeter calibrator for +1 v. 
Connect the voltmeter and voltmeter calibrator as shown in part B. 


The voltmeter reading should drop to 0.91, indicating an input resistance 
of 10 M Q. The input resistance may vary slightly, and a tolerance of — 
+2% should be allowed. 


5-23. Input Capacity Check. 


5-24. The 10 M Q input resistance is shunted by about 40 pf on the 0.01 through 1 
volt ac ranges and about 20 pf on the 3 through 300 volt ac ranges. For this input 
capacity check a 100 K Q resistor is placed in series with the meter input. Ata 
known frequency, the reactance of the shunt capacity will be equal to 100 K Q. At 
this point the voltage across the input resistance and shunt capacity will be equal to 
0. 707 times the input voltage. The input capacity may be checked by finding the . 
frequency at which the displayed voltage drops to 0. 707 times the input. As the roll 
off frequency increases, the input capacity decreases, and vice versa. 


a. Connect an oscillator and the Model 427A as shown in A of the input 
capacity check (Figure 5-5), and set the Model 427A FUNCTION to ACV 
and RANGE to 1 V. 


b. Set the oscillator frequency to 60 Hz and adjust the amplitude for a full 
scale display on the Model 427A. 


c. Connect the oscillator as shown in B and increase the frequency until the 
meter display drops to 0.707. The frequency at this point should be 
about 40 KHz. The input capacity is nominally specified at 40 pf and may 
vary from instrument to instrument. A frequency variation of +10% is 
acceptable. 


d. Repeat steps a through c using the 3 volt range of the 427A. Increase 
the frequency in step c until the reading drops to 2.1 volts. This should 
occur at about 80 KHz. 


0-29. ADJUSTMENT AND CALIBRATION PROCEDURES. 


0-26. The following adjustment and calibration procedures should be used only if it 
has been determined through the performance checks in Paragraphs 5-5 through 5-24 
that the Model 427A is not performing within its specifications. The location of the 
internal adjustments is shown in Figures 5-6 and 6-2. 


0-27. COVER REMOVAL. 


0-28. To remove the top or bottom covers, remove the Phillips screw at the rear 
of the cover, slide the cover about 1 inch to the rear, and lift it off. To replace 
the cover, reverse the removal procedure. 


0-29. To remove a side cover, remove the four Phillips screws and lift if off. 
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Figure 5-6. Location of Internal Adjustments 
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NOTE 


Before beginning the Calibration, be sure to adjust the 
mechanical meter zero according to the steps in Para- 
graph 3-6. 

5-30. AMPLIFIER BALANCE AND ZERO OFFSET ADJUSTMENT. 


a. Set the FUNCTION to +DCV and turn DC ZERO/Q » fully to the right. 
Set Range to 0.1. Record position of indicator. 


b. Turn FUNCTION to -DCV and rotate DC BD: Q fully to the left. 
Note position of indicator. 


c. Repeat steps a and b and adjust A1R15 AMP BAL until the indicator posi- 
tion in both steps is approximately the same. 


d. Short VOLTS and COM terminals, set FUNCTION to either +DCV or 
-DCV. 


e. Set DC ZERO/Q ~o for zero deflection. 


f. Remove shorting connection from VOLTS and COM terminals. If meter 
deflects, adjust A2R7 OFF ADJ for zero deflection. Short VOLTS and 
COM terminals and recheck zero adjustment. Repeat steps e and f if 
necessary. 


5-31. REGULATOR ADJUST. 
a. Complete Amplifier Balance and Offset adjustment (Paragraph 5-30). 


b. Short VOLTS to COM and OHMS to COM. Set FUNCTION to +DCV. 
Meter should be zeroed. 


c. Switch FUNCTION to OHMS. If meter deflects, adjust AIR5 REG ADJ 
for zero deflection. This may affect +DCV zero setting, so rotate 
FUNCTION back and forth between OHMS and +DCV and check that meter 
does not deflect. If it does, readjust A1R5. 


0-32. AC CALIBRATION. 


0-33. Three adjustments must be made to calibrate the ac circuits in the Model 

427A. First, A2R17 adjusts the absolute amplitude calibration with a 10 mv 400 
Hz input. Then A2C3 is adjusted with a 10 mv 1 MHz input to calibrate the high 
frequency response. Finally the frequency response of the AC Range Attenuator 
must be set with a 3 v 100 KHz input by adjusting C3. 


0-34. Low Frequency Calibration. 


a. Connect the Model 427A as shown in Figure 5-1 to adjust the low fre- 
quency calibration. Set S1 to position B. 


b. Set the voltmeter calibrator output to 400 Hz at 0.01 volt rms, and set 
the 427A RANGE to 0.01 and FUNCTION to ACV. 


ec. Adjust A2R17 400 CPS for exactly 0.01 volt indication on the 427A. 


Model 427A | Section V 
P | Paragraphs 5-35 to 5-39 
5-35. High Frequency Calibration. | 


a. Connect the Model 427A as shown in Figure 5-1. Set Si to position A. 
Set 427A RANGE to 0.01 and FUNCTION to ACV. 


b. Set the frequency response test set frequency selector to accept an ex- 
ternal oscillator input and set the amplitude control for a 0.01 volt output. 


c. Set the oscillator to 400 Hz and adjust the output for exactly a 0.01 volt 
indication on the 427A. 


d. Adjust the set level control on the frequency response test set for a con- 
venient meter indication. 


e. Set the frequency response test set for 1 MHz using its internal oscillator. 
Adjust the amplitude vernier for the set level indication in step d. DO 
NOT readjust the set level control. 


f. Adjust A2C3 1 MC ADJ for exactly a 0.01 volt indication on the Model 
427A. 


g. Rotate 427A RANGE switch to 3, set S1 to position B. Adjust the volt- 
meter calibrator for an output of 3 v at 400 Hz. 


h. Change S1 to position A. Set the oscillator to 400 Hz, set the frequency 
response test set for an external oscillator input, and adjust both the 
oscillator and test set controls for an indication of 3 on the 427A 0-3 
scale. | 


i. Adjust the set level control for a convenient reference and increase the 
oscillator frequency to 100 KHz. Reset the oscillator amplitude for the 
set level. 


j. Adjust C3 for exactly a 3 volt indication on the 427A. 
5-36. RESISTANCE INFINITY ADJUSTMENT. 


5-37. No equipment is needed to calibrate the resistance circuits, and only the X10 
and X1K ranges require calibration. 


a. Set FUNCTION to OHMS and RANGE to X10. 


b. Short OHMS to COM and adjust the DC ZERO/2 « for zero. Open the 
input and adjust A1R18 for an indication. The indicator should rest on 
the mark just to the left of o. 


c. Change RANGE to X1K, short OHMS to COM and adjust DC ZERO/ Q « 
for zero. Open the input and adjust A1R20 for an indication. 


5-38. DC CALIBRATION. 


5-39. A de voltage standard is needed to calibrate the de ranges. A2R3, A2R4, and 
A2R5 are adjusted for full scale inputs on the 0.1, 0.3, and 1 volt ranges respec- 

tively. The 3 volt through 1000 volt ranges are calibrated by A2Ro and require no 
special calibration. Use the test setup in Figure 5-3. 


a. Set FUNCTION to +DCV and RANGE to 0.1. Set the voltmeter calibrator 
output to +0. 1 volt. 
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b. Adjust A2R3 for full scale on the 0-1 scale. 

c. Rotate RANGE to 0.3, and change the calibrator output to +0. 3 volt. 

d. Adjust A2R4 for 3 on the 0-3 scale. 

e. Rotate RANGE to 1 and change the calibrator output to 1 volt. 

f. Adjust A2R5 for full scale on the 0-1 scale. 
5-40. ALTERNATE PERFORMANCE CHECKS AND CALIBRATION PROCEDURES. 


0-41. The following alternate procedures should be used only if the equipment in 
Table 5-1 is not available. In each alternate procedure use an instrument of the 
specified accuracy. If a less accurate instrument is used, the calibration or test 
will not be within the Model 427A specifications. The calibration will be as accurate 
as the instruments used. 


0-42. AC CIRCUITS. 


5-43. Any test oscillator with low distortion (<2%) may be used as an ac voltage 
standard. If the distortion level is too high, the calibration may be wrong, as the 
427A is an average responding rms calibrated meter. (The effects of harmonic 
distortion are discussed in more detail in Section Il, Paragraphs 3-14 and 3-15.) 


0-44. Monitor the output with a recently calibrated rms voltmeter known to be at 
feast twice as accurate as the Model 427A over the same band of frequencies. The 
rms voltmeter serves as a reference. Each time the oscillator frequency is changed, 
readjust the output for the reference. The Model 427A ac calibration is based on a 
400 Hz absolute reference, so always start the ac calibration or performance checks 
at 400 Hz. 


0-45. RESISTANCE CIRCUITS. 


0-46. If a decade resistor is not available, any selection of precision resistors may 
be used. The resistors should be at least 1% resistors and the values selected 
Should correspond to the RANGE settings. 


D4 OC CIRGULLS: 


9-48. A precision de voltage source is required for de calibration and performance 
checks. Since the 427A is only calibrated on the 1 volt, 0.3 volt and 0.1 volt ranges, 
only three different voltages are needed. 


0-49. A mercury battery has good short term stability. Connect a series voltage 
divider with a variable output across the battery and monitor the output with a re- 
cently calibrated de voltmeter known to at least twice as accurate as the Model 427A. 
Use the output to calibrate the 0.1, 0.3, and 1 volt ranges. 


9-90. INPUT IMPEDANCE CHECK. 


d-01. Measure the resistance between the VOLTS and COM terminals directly with 
the Model 427A Function Switch at +DCV or -DCV using an accurate ohmmeter. 
Another Model 427A could be used for this purpose. If an L-C meter of capacitance 
bridge is available, measure the input capacitance between the VOLTS and COM 
terminals directly. Be sure the Model 427A FUNCTION switch is in the ACV posi- 
tlon. 


0-12 
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5-52. BATTERY REPLACEMENT. 


5-53. Figure 5-7 shows the battery holder and the battery connections. Turn the 
twist-lock fastener 1/4 turn counterclockwise, tilt the battery and holder toward 
the rear of the instrument, and lift out. Replace the battery with an Eveready 763 
or RCA VS102 22-1/2 volt dry cell battery. 


RED 


a/ 


427A-B- 0565 


Figure 5-7. Battery Replacement 


5-54. TROUBLESHOOTING. 


5-55. When the Model 427A operates improperly, first adjust and calibrate it ac- 
cording to the procedures in Paragraph 5-25. If calibration is impossible, then 
proceed with the troubleshooting steps. 


5-56. Check the instrument for obvious evidence of trouble, such as loose or broken 
wires or broken connectors. Check the printed circuit boards for cracks and separa- 
tions, and ensure that all connectors and pins are clean and tight. 


5-57. Isolate the trouble to a particular circuit using the troubleshooting table 
(Table 5-3) and the Theory of Operation (Section IV). Then refer to the trouble- 
shooting steps for that circuit. 


5-58. POWER SUPPLY. 


5-59. Check at Al pin 7 for +6. 7 volts and Al pin 9 for -§.% volts. If there is no 
output, check A1Q4 first. If the power supply has been overloaded, A1i@4 is likely 
to be bad. 

5-60. Measure the dc voltages at the check points in Table o-4. if a given reading 
is wrong, the trouble is either in that component or its associated circuit. 


a 
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Table 5-3. Troubleshooting 


SYMPTOM PROBABLE TROUBLE AREA 
Battery OK, no response to input. Power Supply. (See Paragraph 5-58. ) 


All +DCV ranges pegged with no in- De offset circuit. Check A2CR1. 
put. AC and OHMS OK. Then check A1Q6. 


DC Amplifier. Check A1Q8 and as- 
sociated circuit. Check value of range | 
resistors. 


DC Amplifier. (See Paragraph 5-61.) 


Meter pegs on +dc and ohms ranges DC Amplifier; check A1Q6, A1Q8 and 
A1Q9. (See Paragraph 5-63 .) 


Check R19 


Nonlinear tracking on voltage ranges. 


Constant upscale deflection on lower 
+DCV ranges; voltage at TP1 low 


Nee 
. 
. 
. 


Ohms range always reads near zero, 


Range resistors (R,) open. 
DC AandwAC-ORe 


through R25 on S1. 


Range resistors (R,) shorted. Check 
R12 through R18. 


Check Power Supply. 


Either one of R19 through R25 (R,) 
shorted or one of R12 through R18 
open. 


Ohms always reads ». DC and AC 


OK. 


Table 5-4. Power Supply Voltages 
NOTE 


The voltages listed in this table are nominal. A tol- 
erance of +10% should be allowed. 


CHECK POINT VOLTAGE 


Emitter A1Q1 
Collector A1Q1 
Base A1Q1 
Emitter A1Q2 
Collector A1Q2 
Emitter A1Q3 
Base A1Q3 
Collector A1Q3 
Collector A1Q4 
Emitter A1Q4 
Base A1Q5 
Across A1CR2 


0-61, DC AMPLIFIER. 


<< 


1 
DOORDVOOAADS 
4.54 44-2 ae 


9-62. To make an operational check of the DC Amplifier, set the RANGE switch to 
1 and the FUNCTION switch to +DCV. Connect a 1 volt source to the VOLTS and 


0-14 
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4 ‘com terminals and monitor the voltage at Al pin 8. Since the DC Amplifier is a 
unity gain amplifier, the voltage should be +1.07 +0. 07 volts de. If this reading is 


_ correct, the de amplifier is operating properly. If it is incorrect, proceed with 
e the: troubleshooting procedures. 
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ee 5-63. Check at the collector of A1Q9 for +3.5 vde, and check for +3.0 vde at A1TP1. 
If the voltage at the collector of A1Q9 is quite high (6 or 7 volts) and the voltage at 
a ‘AITP1 is +3.0 vdc, A1Q9 is probably open. If the collector voltage is low and the 
_ test point voltage is correct, A1Q8 is probably shorted. If both voltages are in- 

_ correct, AiQ7 or A1Q8 are probably bad. 


i 5-64. If the collector voltage on A1Q9 is correct and the voltage at A1TP1 is slightly 
ea higher than normal, A1Q6 is probably bad. 


_ 5-65. AC METERING CIRCUIT. 


pO 5-66. To check the AC Metering Circuit, set the RANGE to 0.01 and the FUNCTION 
to ACV. Connect a 10 mv rms source to the VOLTS and COM terminals and monitor 
the signal at A2 pin 0. The signal at A2 pin 0 should be 10.7 mv rms +0. 7 mv. If 
_ the measured signal is incorrect, the trouble is in either the DC Amplifier or the 

- AC Post Attenuator. 


__ 5-67. Monitor the signal at the collector of A2Q3. The signal should be .28 V rms 
_ +.04v. If the measured signal is correct, the AC Metering Circuit is functioning 
properly. If not, proceed with the troubleshooting procedures. 


’ 5-68. Check the dc bias voltages listed in Table 5-5. If a given reading is wrong, 
the trouble is probably in that component or its associated circuit. 


Table 5-5. AC Metering Circuit Test Voltages 
NOTE 


The voltages listed in this table are nominal. A tol- 
erance of +10% should be allowed. 


CHECK POINT | VOLTAGE | 


A2TPI1 

A2Q1 Collector 
A2Q2 Emitter 
A2Q3 Collector 


5-69. ADJUSTMENT OF FACTORY SELECTED COMPONENTS. 


5-70. Certain components within the Model 427A are individually selected in order 
to compensate for slightly varying circuit parameters. These components are de- 
noted by an asterisk (*) on the schematic, and the typical value is shown. The fol- 
lowing paragraphs describe the function of the factory selected components and g 
instructions for their selection. Normally these components do not need to be 
changed unless another associated component is changed. Replacement of a tran- 
sistor may require the changing of an associated factory selected component. 


o-/1. AIRI9* 


6 


5-72. A1R19* adjusts the range of the Amplifier Balance resistor A1IR15. I Al 
is changed, A1R19* may need to be changed. If the amplifier balance cannot be 


Pe oe 


9 fondil | 
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adjusted properly according to the procedure in Paragraph 5-30, use the following 
steps to select A1R19*. 


Set RANGE to 0. 3. 
Set DC ZERO/Q adjustment to center and A2R15 to its center. 


ec. Select the function (+DCV OR -DCV) which will produce an upscale de- 
flection. 


d. If the function selected is -DCV, increase the value of A1R19*; if +DCV 
is selected, decrease A1R19*. The limits of A1R19* are 0 to 1850 G2. 


NOTE 


If the upscale deflection in step c is quite small, A1R19* 
need not be adjusted. 


5-73. A2C2*. 


5-74. A2C2* adjusts the range of the high frequency calibration capacitor A2C3. If 
during the high frequency calibration (Paragraph 5-35) A2C3 cannot be adjusted for 
the proper reading, the value of A2C2 should be changed. If the reading is consis- 
tently high, change the value of A2C2* to 47 pf. If the reading is consistently low, 
remove A2C2*. 


0-75. A2ZR16*. 


9-76. A2R16* adjusts the range of the low frequency adjustment A2R17. If A2R17 
can't be adjusted for the proper indication during the low frequency calibration 
(Paragraph 5-34), A2R16* must be changed. If the reading is consistently high, 
change A2R16 to 56.2 2. The reading cannot be consistently low. 


0-77, ETCHED CIRCUIT BOARD REPAIR. 


d-78. The Model 427A uses plated-through double-sided etched circuit boards. To 
prevent damage to the circuit board and components, observe the following rules 
when soldering: 


a. Use a low-heat (25 to 50 watts) soldering iron with a small tip (1/16" to 
Poodle 


b. To remove a component, clip a heat sink (long nose pliers, commercial 
heat sink tweezers etc.) on the component lead as close to the component 
as possible. Place the soldering iron directly on the component lead and 
pull up on the lead. If a component is obviously damaged or faulty, clip 
the leads close to the component and then remove the leads from the 


board. 


EXCESSIVE OR PROLONGED HEAT CAN LIFT THE 
CIRCUIT FOIL FROM THE BOARD OR CAUSE DAMAGE 
TO COMPONENTS. 
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c. Clean the component lead holes by heating the solder in the hole, quickly 
removing the soldering iron, and inserting a pointed, non-metallic object 
such as a toothpick. 


d. To mount a new component, shape the leads and insert them in the holes. 
Clip a heat sink on the component, heat with the soldering iron, and add 
solder as necessary to obtain a good electrical connection. 


e. Clip excess leads off after soldering and clean excess flux from the con- 
nection and adjoining area, using type TF Freon (-hp- Part No. 8500-0232). 


* 
8 


2 fa 
i M3IA WOLLO8 


we ie ce 6). 8) df 91 Gi bl Ss 2t PepClepOunCgres “SoS OPE eb 


a = 


4 
3 

sy 
% 


nt ee 


a 


< 


S 


WAVES saaVeasasaesessases 


3a 


ees 


x 


RISER 


SSSSSSNSSSSSY 


ttt TILLLL LLL LALLA LILA TAAL AAA ATLA IAAL ATLA LILI TAAL AA LLL Ee ea a a 
Bre 


06‘ ‘Ste ‘926 


SSS 


SSS 


Ss 


WILDL ELT LAA ALL ILL ALAA LLL LAD LT LL LTT 1 


WAVVALAASSSSSSasSsS ASsS SSSESSEESRECTCEEEERLLR 


Z 

| 

i ae 
v 

—+ane+———_—_— 
¢ f 906 
1 — —3° \ 
Papert = a ey OL 
Vv. oT es 


6-0 


DC OFFSET ADJUST Ql 


400 CPS 
IOMV 
SanrPy 


427A-B-054q 
} 


| 


Figure 6-3. Schematic Diagram 
— 01791-1 6-1 


1960-O-vite 


2z 12 02 61 


ft Sl St Cet Sl Ct Ones tee es See Fr -S 2. ft 


Ss 


= 


: 
a. 
<a 


Ec 


4 “ie = ie cs 2 ake 


SS 


VANS AASAASASNAASS 


SSAANAS 


ne a a 


196 


‘S06 ‘pee 06 


VILIDITLLL ILL LALA A ALATA AALDALT LLALDALAIDL ATID I TID TTI LITTDI TIT AITLLL ILA L LAL TALL ALL LLL LLL LLL GL LL LL 
06 \ /Gb6' ‘926 


SSS SSSSANSAS SSS SS SSE 


Ss 


VILi2172 LIZZ WIAA AAI LL LAI LLL IAL LL TI LLL TL 


9 
- 


209 


ae 
i 
Ba 


Oo-aint oO OR @ 
— —_ 
j 
tv 
3 
| 
rn 
” 

x 
> 
E 


6-0 


Al BOARD 


A2 BOARD 


© 10 WHT/BLK/ORN 


F 
+ 
on 


| 
| 945, 
<r = © 9 emma /YEL NOTES 
1, PARTIAL REFERENCE DESIGNATIONS ARE SHOWN: PREFIX WITH ASSEM- | DC RANGE ATTENUATOR AC RANGE ATTENUATOR 
+<CREL- O BLY OR SUBASSEMBLY DESIGNATION(S) OR BOTH FOR COMPLETE DESIG- | a re 
NATION. \ CTIO RANGE 
-I|WHT/RED/VIO | [FUNCTION | [RANGE ] [FUNCTION | [FUNCTION | [FUNCTION] [RANGE ] [FUNCTION] 
2, COMPONENT VALUES ARE SHOWN AS FOLLOWS UNLESS OTHERWISE NOTED: [VOLTS OF 2cF D S2DR SIAR 
KO SIBF,R SIDF s2cR s2 s SIDR 
WHT/BLK/BLU 3) ss oF fees RESISTANCE IN OHMS Lely; OFF fi, all eae ae a ey 1 ee aa ee ee) er, . 
C4 IWHIT/BLK/BRN os ae) 
CAPACITANCE IN MICROFARADS RI 
WHT/BRN/RED 4 ©) Ss stain BATE] BLOKKese AC ONE 2 2 2 2 2 2 2 2 
© cé | a) — — ——— DENOTES ASSEMBLY, | 2 o 2 2 = e e —— 
WHT/BRN/YEL 5 5 .WHT/RED/GRN ! [+0c | (=o 
RAL eae 4, — — — — — — — DENOTES OPTIONO1. | ape 35 93 483/43, 35 30 35 36 9770 $20 3 
ww P 
WHT/YEL/GRY, 6 ©) ES ES DENOTES MAIN SIGNAL PATH. laooy =0C [arse 4 4 4 4 40, 4, 3y FIOM C3 )4 
O 0 O 2 <2 0 JOOKC 
WHT/RED. 7©) —— 6. DENOTES DC FEEDBACK PATH [onws ] re 
cl CR3 A : 
7 . 7 DENOTE cs ° we ow 50 55 5, 55 5 
WHT/YEL. 8©) © 3 WHT/BRN/GRN ; NOTES AC FEEDBACK PATE. To R2 real 
: 6 
WHT /vi0, 9©) (5 ) ©2 een A 8. | DENOTES FRONT PANEL MARKING. aE 6 6.837M 6 58 6 a ies 6 6 +~—_+ . O 
- vl =a R3 
© REG ps | 9. {___]DENOTES REAR PANEL MARKING. 2.163M & sie e. | te 
vio 10 ADJ RIO | WHT/BLK/RED <5 
4 RO 
| 10. @) DENOTES SCREWDRIVER ADJUST. 683.7k [30 ]¢ a |e _|M 8 Acs sR 8 
WHT/RED/GRY. II) O WHT/GRN/VIO 11, © DENOTES KNOB ADJUSTMENT. = O O O 70.001 $31.723K 
216.3k [100 ]g 9 [ico ] 
12. CONNECTED TO "A" IN OPTION 01 INSTRUMENT; CONNECTED TO B IN a aa O of ~—o 
STANDARD INSTRUMENT. : ; 
68.37k [300 Jj, iG 10 10 
49% Ss" —_— 
13. 918) SRE WIRE COLOR USING STANDARD COLOR CODE. 7 é ss [Dc ONLY] 
e.g. 918 = WHITE, BROWN, GRAY 
g ) 21.63K [i900 1). ol! Lt, V 22a 2 
R8 
10K + 
o7A-8-0538 427A-B-0539 
Foe 
V/ 
| R37 
| 300 
© [De zero/2 co 
R37 c3 RIO Cl S| Al 
> 3 6) ie 4) \ 94) +6.7V|\ 92) 
34 = ~ - ee 5 a Se Se Se Gee Se SS ee 
Al DC AMPLIFIER Te 
RI 


DC FILTER 


R7 
500K 


6 
he 
“YY Z| 1}, One OME 
RS + / vd 
3 Sk) HY eguoN Ot o= Te ae 83S 
SH] Fo foo 2 
£ All {i| C 


Mi 


od 
ey 


| 
=> 
XY 


-1.5V 


CR4 


| 
| 
| 
| 
| 
: 
| 
| 


wy 


——| CR5 
Ey a6 
7 ir ree 
2.8K INPEDANCE 
NS CONVERTER 
4 RO RI2 
Soceh 6.8iK 


427A-D-0488 


427A-B-0540 


s2 A2 Cl CRI Tl 


WHT/BLU/YEL WHT/BLK C5 
cael TO TO 


OPTION Ol! ONLY 


01791-1 Figure 6-2. Component Location 


1945) \945, 
94) 
AC RANGE ATTENUATOR \945 oe ac POST ATTENUATOR 
, — 
—— ENGIN FUNCTION FUNCTION RANGE FUNCTION FUNCTION FUNCTION FUNCTION 
S2CR S2DF S2CF SIDR S2DR SIAR SIEF ,R|SIFF,R S2cR S2ER R3l SICR S2AR S2AR S2EF 
! 234 1 \927) | RELY) | | | 107K ' 
© © © O O O O ©" O 
20 20 o2 67.5M of 3.419K 2. 2 2 
R20 R27 R32 
7 1.081K 
35 36 3. 675 oe 619 3, 3 3 
R2I R28 R33 
4 4 4 6.75K 4 341.9 909 | 4 4 4 2 
= < 1) O 
R22 R29 R34 ORE 
108.1 ¥ 5 
55 35 5 6.75K °° 1.02K 55 ° 5 
R23 R30 
50 6 6 6 
6 6, 6 67.6K 6 6, 8 6, 
= &24. \/ 
to 7 82 7 
fe 
8 RII 8 z 8 
£ ssi yeaK Ore at 0 
9, o? 2% 
10 
10, 10, 9° bs 
TT 
We Wp ol! fo) 
926 
\2e8) | 
AC 
300 jo SRT DC/ OHMS 
300 
O [De ZeR0/2.c0 a 
3 Ne ee] \4y 24) jeu \957/ \924 \927/ jee jew 
_— —— eee rer oe -=— — 2—-—0 — 8 ——=-|| —— —«+5 - — | 
Te oo. ae. : A2 AC METERING ae ie 


R6 
SOOK 


OHMS RANGE ATTENUATOR 


DC FILTER 


R7 
500K 


c2 c3 
Ge i oad 


+6.7V 


—1.5V 


INPEDANCE 
CONVERTER 


Ri2 


6.81K 
-6.7V 


Section VI 
Figures 6-2 and 6-3 


OHMS CAL 


OC /OHMS 


[ae 


CIRCUIT 


20 


= 
! 
SICR] SICF I 

| l 
| 


-— 


S2BF 


S2BR 


R7 CW 
SOK 


DC OFFSET ADJUST 


cl 
100 


Figure 6-3. Schematic Diagram 
6-1 


Section VII Model 427A — 
Figure 7-1 


MP7 MP6 MP5 


OPTION OI ONLY 


Figure 7-1. Location of Mechanical Parts 


7-0 01791-1 


Model 427A 


Section VII 
Paragraphs 7-1 to 7-7 


SECTION VII 
REPLACEABLE PARTS 


7-1. INTRODUCTION. 


7-2. This section contains information for ordering 
replacement parts. Table 7-1 lists parts in alpha- 
meric order of their reference designators and indi- 


cates the description, -hp- part number of each part, 


together with any applicable notes, and provides the 
following: 


a. Total quantity used in the instrument (TQ 
column). 


b. Descriptionof thepart. (See list of abbrevia- 
tions below. ) 


c. Typical manufacturer of the part in a five- 
digit code. (See Appendix A for list of manu- 
facturers. ) 


d. Manufacturer's part number. 


7-3. Miscellaneous parts are listed at the end of 
Table 7-1. 


7-4. ORDERING INFORMATION. 
7-5. To obtain replacement parts, address order or 
inquiry to your local Hewlett-Packard Field Office. 


(See Appendix B for list of office locations.) Identify 
parts by their Hewlett-Packard part numbers. 


7-6. NON-LISTED PARTS. 

7-7. To obtain a part that is not lised, include: 
a. Instrument model number. 
b. Instrument serial number. 
c. Description of the part. 


d. Function and location of the part. 


DESIGNATORS 
A = assembly F = fuse Pp = plug Vv = vacuum tube, neon 
B = motor FL = filter Q = transistor bulb, photocell etc. 
BT = battery HR = heater QCR = transistor-diode Ww Featie 
(e = capacitor J = jack R = resistor x Z| 
CR = diode K = relay RT = thermistor % 
, F = XDS = lampholder 
DL = delay line L = inductor Ss = switch XF S hisohoider 
DS = lamp M = meter T = transformer 
= misc electronic part MP = mechanical part TC = thermocouple Z = network 
ABBREVIATIONS 
Ag = silver ID = inside diameter ns = nanosecond (s) = 10°? SPDT = single-pole double- 
Al = aluminum impg = impregnated nsr = not separately replace- throw 
amp = ampere (s) incd = incandescent able SPST = single-pole single- 
Au = gold ins = insulation (ed) throw 
GC = capacitor re “ +3 obd = order by description Ta = tantalum 
cer = ceramic K = kilohm (s) = 10 43 OD = outside diameter TiO, = titanium dioxide 
coef = coefficient Ke = kiloycycle (s) = 10 2 Sear ce <n 
ceo FATE NO : pe = printed circuit tol = tolerance 
comp = composition L = inductor : =12 trim = trimmer 
conn = connection lin = linear taper pf = picofarad (s) = 10 TST) Jisansisiar 
cps = cycles per second log = logarithmic taper piv = peak inverse voltage 
vis 3 p/o = part of v = volt (s) 
dep = deposited m = milli = 10 pos = position (s) vacw alternating current 
DPDT = double-pole double- as - 1073 poly = polystyrene working volt (s) 
throw ; ae = milliampere (s) = 6 pot = potentiometer var variable 
DPST = double-pole single- Mc = megacycle (s) = 10° p-p = peak-to-peak vdew direct current working 
throw perce (a) 10*® prec = precision (temperature volt (s) 
me = = iia 
elect = electrolytic met fm = metal film Shae oe Bry 
= encapsulated bs stability, an - w w s 
“Seiad a mfr 2 manufacturer erance) w/ with 
f = fanad (s) mtg = mounting 4 wiv reverse working voltage 
= field effect transistor art er hie / br 
d my = Mylar Rh = rhodium - 
= i arsenide = = - -8 
GaAs gailium ar 5 as = nanoampere (s) = 10 9 slony i ditiae > celts * optimum value selected 
Ge = gigacycle (s) = 10 NC = normally closed rs : at factory, average 
gd = guard (ed) Ne = neon value shown (part may 
Ge = germanium NO = normally open Se = selenium be omitted) 
grd = ground (ed) NPO = negative positive zero sect = section (s) ** no standard type num- 
h = henry (ies) (zero temperature co- Si = silicon ber assigned (selected 
Hg = mercury efficient) sl = slide or special type) 
) Dupont de Nemours 
REV D 
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Table 7-1. Replaceable Parts 


-hp- 
prsic_| PART NO, | | 19) ate ar ie gee ae) MFR | MFR PART NO 


00427-66501 Assembly: board DC Amplifier includes 00427-66501 
C1 thru C6 Q1 thru Q9 
CR1 thru CR3 Ri thru R21 


0160-0170 : fxd cer 0.22 wf +80% -20% 25 vdew 5C9A obd 
0160-0168 : fxd 0. 1 uf +10% 200 vdew 192P 10492 


0150-0093 : fxd 0.01 uf +80% -20% 100 vdew TA obd 

0180-0224 : fxd Al elect 10 wf +75% -10% 15 vdew 30D106G015BA4 

0180-1800 : fxd Al elect 100 uf +100% -10% 6 vdew Non-polar 30D type 
obd 


1901-0025 Diode: Si 100 ma at +1 v 100 piv 12 pf 1901-0025 
1902-0568 Diode: breakdown 6. 2 v +5% DZ50801U. 
1910-0022 Diode: Ge HD1872 obd 


1850-0111 TSTR: Ge PNP 2N404A 2N404A 
1854-0087 TSTR: Si NPN 2N3417 2N3417 
1854-0033 TSTR: Si NPN 2N3391 2N3391 
1850-0062 TSTR: Ge PNP 2N404 GA287 

1854-0033 TSTR: Si NPN 2N3391 2N3391 


1855-0023 TSTR: FET SU527 SU527 
1854-0057 TSTR: Si 2N3855A 2N3855A 
1853-0023 TSTR: Si PNP 2N3703 obd 
1854-0057 TSTR: Si 2N3855A 2N3855A 


0757-0198 
0684-5611 
0684-1541 
0757-0444 
2100-1735 


: fxd prec met flm 100 ohms +1% 1/2 w CEC T-0 
: fxd comp 560 ohms +10% 1/4 w CB5611 

: fxd comp 150 K +10% 1/4 w CB1541 

: fxd prec met flm 12. 1K +1% 1/8 w CEA T-O 
: var ww 5 ohms +10% 1-1/2 w 110 
0757-0052 : fxd prec met flm 500 K +1% 1/2 w CEC T-O 
0757-0453 
0757-0454 
0698-4199 


: fxd prec met flm 30. 1 K 41% 1/8 w CEA T-O 
: fxd prec met flm 33. 2 K +1% 1/8 w CEA T-O 
: fxd prec met flm 2800 ohms +1% 1/4 w MF6C T-O 


ot assigned 

: fxd prec met flm 6810 ohms +1% 1/8 w CEA T-O 
: fxd prec met flm 7500 ohms +1% 1/8 w CEA T-O 
fxd comp 3300 ohms +10% 1/4 w CB3321 

: var ww 300 ohms +20% 1-1/2 w 110 


0757-0439 
0757-0440 
0684-3321 
2100-0394 


0698-4205 
0698-4207 
2100-0328 
0757-0408 
2100-0205 
0698-4202 


fxd prec met flm 21 K +1% 1/8 w CEA T-O 
fxd prec met flm 44,2 K +1% 1/8 w CEA T-O 
var ww 500 ohms +10% 1-1/2 w 110 

: fxd prec met flm 243 ohms +1% 1/8 w CEA T-O 
: var ww 5000 ohms +10% 1-1/2 w 2100-0205 
: fxd prec 8870 ohms +1% 1/8 w CEA T-O 


R 
R 
R 
R 
R: 
R 
R 
R 
R 
N 
R: 
R 
R: 
R 
inte 
Rie 
R: 
R 
R 
R 


00427-66502 Assembly: board AC Metering Circuit includes 00427-66502 
C1 thru C9 Q1 thru Q3 
CR1 thru CR4 Ril thru R17 


0180-0039 : fxd elect 100 uf 12 vdcw 30D107G012DC4M 1 
0140-0356 : fxd mica 18 pf +5% 300 vdew obd 

0130-0017 : var cer 8-50 pf 557-019-U2PO-34R 
0180-0060 : fxd elect 200 uf +100% -10% 3 vdew 30D207G003DC4 
0180-0033 : ixd elect 50 uf +100% -10% 6 vdew 30D506G006CB4M1 


~] 
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0180-0039 C: fxd elect 100 uf 12 vdew 30D107G012DC4M1 
0180-0064 C: fxd elect 35 yf +100% -10% 6 vdew 30D356G006BB4 


0180-0039 C: fxd elect 100 yf 12 vdew 30D107G012DC4M1 


1902-0040 Diode: zener 14 v SZ10939-224 
Not assigned 
1910-0022 Diode: Ge HD1872 obd 


1854-0057 | TSTR: Si 2N3855A 2N3855A 
1853-0023 TSTR: Si NPN 2N3703 obd 


0757-0283 
0698-4202 
2100-0328 
2100-0291 
2100-0205 


fxd prec met flm 2000 ohms +1% 1/8 w CEAsT-O 
fxd prec met flm 8870 ohms +1% 1/8 w CEA T-O 
var ww 500 ohms +10% 1-1/2 w 110 
var ww 1500 ohms +20% 1-1/2 w 110 
var prec ww 5000 ohms +10% 1-1/2 w 2100-0205 


0757-0449 
2100-0094 
0757-0465 
0698-4207 
0757-0461 


fxd prec met flm 20 K +1% 1/8 w CEA.T-O 
var pot comp lin 50 K +30% 1/10 w UPE 70RE (hp) 
fxd prec met flm 100 K +1% 1/8 w CEA T-O 
fxd prec 44.2 K +1% 1/8 w CEA T-O 
fxd prec met flm 68.1 K +1% 1/8 w CEA T-O 


0757-0419 
0684-2731 
0757-0437 
0683-9105 
0757-0440 


fxd prec met flm 681 ohms +1% 1/8 w CEA T-O 
fxd comp 27 K +10% 1/4 w CB2731 
fxd prec met flm 4750 ohms +1% 1/8 w CEAST-O 
fxd comp 91 ohms +5% 1/4 w CB9105 
fxd prec met flm 7500 ohms +1% 1/8 w CEA T-O 


fxd met flm 53.6 ohms +1% 1/8 w CEA T-O 
var ww 2000 ohms +20% 1-1/2 w 110 


0698-5060 
2100-0239 


29 Sette eee 


1420-0030 Battery: 22-1/2 v dry cell No. 763 


0170-0022 C: fxd my 0.1 pf +20% 600 vdew HEW-17 
0132-0003 C: var trimmer 0.7 to 3 pf 535-016-4R 
0140-0152 C: fxd mica 1000 pf +5% 300 vdew DMI16F102J 


See Option 01 
See MP16 and MP18 


1120-0903 Meter: 100 ya 1120-0903 


fxd comp 10 K +10% 1/4 w CB1031 
fxd prec carbon flm 6. 837 meg +1% 2 w DC2 

fxd prec carbon flm 2.163 meg +1% 1 w Der 

fxd prec met flm 683.7 K 40.5% 1/4 w CEB T-O 
fxd prec met flm 216.3 K +0. 5% 1/4 w CEB T-O 


0684-1031 
0698-4217 
0730-0113 
0698-4214 
0698-4212 


fxd prec met flm 68. 37 K +0. 5% 1/4 w CEB T-O 
fxd prec met flm 21.63 K 40.5% 1/4 w CEB T-O 
fxd prec met flm 10 K +0. 5% 1/4 w CEB T-O 
fxd comp 1 meg +10% 1/4 w 

fxd prec met flm 10 meg +0. 25% 1/2 w 


0698-4209 
0698-4206 
0698-4203 
0684-1051 
0698-4128 


fxd prec met flm 31. 723 K 40.1% 1/4 w 
fxd prec carbon flm 11.74 meg +1% 1 w 
fxd prec met flm 10.15 ohms +1% 1/4 w 
fxd prec met flm 101.5 ohms 41% 1/4 w 
fxd prec met flm 1174 ohms +1% 1/4 w 


0698-4129 
0698-4219 
0698-4189 
0698-4191 
0698-4198 


fxd prec met flm 11. 75 K +1% 1/4w 
fxd prec met flm 118.8 K +1% 1/4 w 
fxd prec met flm 1. 295 meg +1% 1/2 w 


0698-4204 
0698-4210 
0698-4215 


vat AAA 2 2 ee 
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0698-4220 fxd prec carbon flm 67.5 meg +1% 2 w DC2 obd 
0698-4194 fxd prec met flm 675 ohms +0. 5% 1/4 w CEB T-O obd 
0698-4201 fxd prec met flm 6750 ohms +0. 5% 1/4 w CEB T-O obd 


0698-4208 fxd prec met flm 67.6 K 40.5% 1/4 w CEB T-O 


0698-4213 


fxd prec met flm 682 K +0.5% 1/4 w CEB T-O 


0730-0131 fxd prec carbon flm 7.5 meg +1% 1 w DC-1 obd 
0698-4200 fxd prec met flm 3419 ohms +0. 25% 1/8 w CEA T-O obd 
0698-4197 fxd prec met flm 1081 ohms +0. 25% 1/8 w CEA T-O obd 


0698-4193 fxd prec met flm 341.9 ohms +0. 25% 1/8 w CEA T-O 


0698-4192 


fxd prec met flm 108.1 ohms +0. 25% 1/8 w CEA T-O 


0698-4190 fxd prec met flm 50 ohms +0. 25% 1/8 w CEA T-O obd 
0698-4196 fxd prec met flm 1070 ohms +1% 1/8 w CEA T-O obd 
0757-0418 fxd prec met flm 619 ohms +1% 1/8 w CEA T-O obd 


0757-0442 fxd prec 909 ohms 41% 1/8 w CEA T-O 
0698-4195 
0698-4211 


2100-1737 


fxd prec met flm 1020 ohms +1% 1/8 w 
fxd prec met flm 158 K +1% 1/8 w 
var ww 200 ohms +20% DC ZERO/Q 


CEA T-O 
CEA T-O obd 
Type 118 obd 


R35, R36 
R37 


RM ute ratedtew testicals petri 


00427-61902 
00427-61901 


Sl 
S2 


00427-61902 
00427-61901 


Switch: range 
Switch: function 


OPTION 01 


C: fxd Al elect 150 uf +100% -10% 40 vdew 


0180-1802 obd 


1901-0025 Diode: Si 100 ma at +1 v 100 piv 12 pf 1901-0025 


1251-1009 Connector: ac power cord receptacle AC-3 


3101-0011 
3101-0033 


4603 
4633 


Switch: slide DPDT LINE/BATT 
Switch: slide DPDT 115/230 


9100-1328 Transformer: ac power 9100-1328 


MECHANICAL PARTS 
SEE FIGURE 7-1 


5060-0708 
5060-0702 
00427-00203 
00427-00202 
5000-0702 


5060-0708 
5060-0702 

00427-00203 
00427-00202 
5000-0702 


Cover: top 
Assembly: frame 6 x 8 sm 
Panel: rear (Option 01 only) 
Panel: rear 

Cover: side 6 x 8 sm 


5060-0727 Assembly: foot third module 5060-0727 


5040-0700 Hinge 5040-0700 
1490-0031 Stand: tilt third module stainless steel rod obd 
5000-0710 Cover: bottom 5x 8 sm 5000-0710 


00427-00201 Panel: front 00427-00201 
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5020-0704 1} Meter trim: third module 5020-0704 

0370-0311 1} Thumbwheel: DC ZERO/2Q 0370-0311 
00427-01201 1} Bracket: DC ZERO/2 oo adjust 00427-01201 

1750A-64A 1} Holder: trimmer capacitor (used with C3) 1750A-64A 
00427-00601 1} Shield: switch 00427-00601 


00427-05501 
1510-0009 


00427-05501 
1510-0009 


1] Shield: can (Option 01 only) 
1] Assembly: binding post black COM w/o solder 
turret brass, P/O J2 
3] Insulator: binding post single grey plastic 0. 500" 
OD x 0. 200" ID x 0. 090" thick with anti-rotation 
boss, P/O J2 
2| Assembly: binding post VOLTS red w/o solder turret 
brass, P/O J2 
Assembly: binding post OHMS red w/o solder turret 
brass, P/O J2 


0340-0099 0340-0099 


1510-0008 1510-0008 


2| Knob: skirted bar 5/8" diameter black for 1/4" 0370-0077 
diameter shaft 
Holder: battery 


Manual: operating and service 


0370-0077 


00427-06401 
00427-90000 


00427-06401 
00427-90000 


i 
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CODE LIST OF MANUFACTURERS (Sheet 1 of 2) 


The following code numbers are from the Federal Supply Code for Manufacturers Cataloging Handbooks H4-1 (Name to Code) 
and H4-2 (Code to Name) and their latest supplements. The date of revision and the date of the supplements used appear at 
the bottom of each page. Alphabetical codes have been arbitrarily assigned to suppliers not appearing in the H4 handbooks. 


Code 
Mo. 

00000 
00136 
00213 
00334 


00335 
00373 


00656 
00779 
00781 
00815 


00853 


00866 
00891 
01121 
01255 
01281 
01295 


01349 
01561 
01589 
01930 
01961 
02114 
02286 
02660 
02735 


02771 


02777 
03508 
03705 
03797 
03877 
03888 
03954 
04009 


04013 
04062 
04222 
04298 


04354 
04404 


04651 
04713 


04732 
04773 
04777 
04796 
04811 
04870 
05006 


05277 


05347 
05593 
05616 


05624 
05728 


05729 


05783 
05820 
Ob004 
06175 
06402 
06475 
06540 


06555 


'e "SI 


Manufacturer Address 
U.S.A. Common Any supplier of U.S. 
McCoy Electronics Mount Holly Springs, Pa. 
Sage Electronics Corp, Rochester, N. Y. 
Humidail Co. Colton, Calif. 
Westrex Corp. New York, N.Y. 
Garlock Packing Co., 

Electronic Products Div. Camden, NJ. 
Aerovox Corp. New Bedford, Mass. 


Amp, Inc. Harrisburg, Pa, 
Aircraft Radio Corp. Boonton, N.J. 
Northern Engineering Laboratories, Inc. 
Burlington, Wis. 
Sangamo Electric Company, 
Ordill Division (Capacitors) 
Goe Engineering Co. 
Carl E. Holmes Corp. 
Allen Bradley Co. 
Litton Industries, Inc. 
TRW Semiconductors Inc. 
Texas Instruments, Inc, 
Transistor Products Div. 
The Alliance Mfg. Co. 
Chassi-Trak Corp. 
Pacific Relays, Inc. 
Amerock Corp 
Pulse Engineering Co, 
Ferroxcube Corp. of America 
Cole Mfg. Co. Palo Alto, Calif. 
Amphenol-Borg Electronics Corp. Chicago, Ill. 
Radio Corp. of America, Semiconductor 
and Materials Div. Somerville, N.J. 
Vocaline Co. of America, Inc. 
Old Saybrook, Conn. 
Hopkins Engineering Co. San Fernando, Calif. 
G.E. Semiconductor Products Dept. Syracuse, N.Y. 
Apex Machine & Tool Co. Dayton, Ohio 
Eldema Corp. El Monte, Calif. 
Transitron Electronic Corp. Wakefield, Mass. 
Pyrofilm Resistor Co. Morristown, N.J. 
Air Marine Motors, Inc, Los Angeles, Calif. 
Atrow, Hart and Hegeman Elect. Co. 
Hartford, Conn. 
Lambertville, N. J. 
New York, N.Y. 
Myrtle Beach, S.C. 


Marion, III. 
Los Angeles, Calif. 
Los Angeles, Calif. 

Milwaukee, Wis. 
Beverly Hills, Calif. 
Lawndale, Calif. 


Dallas, Texas 
Alliance, Ohio 
«Indianapolis, Ind. 
Van Nuys, Calif. 
Rockford, Ill. 
Santa Clara, Calif. 
Saugerties, N.Y. 


Taurus Corp. 
Elmenco Products Co. 
Hi-Q Division of Aerovox 
Elgin National Watch Co., 
Electronics Division Burbank, Calif. 
Precision Paper Tube Co. Chicago, Ill. 
Dymec Division of Hewlett-Packard Co. 
Palo Alto, Calif. 
Sylvania Electric Prods., Inc. 
Electronic Tube Div. Mountain View, Calif. 
Motorola, Inc., Semiconductor Prod, Div. 
Phoenix, Arizona 
Filtron Co., inc., Western Div. Culver City, Calif. 


Automatic Electric Co. Northlake, Ill. 
Automatic Electric Sales Corp. Northlake, Ill. 
Sequoia Wire & Cable Co. Redwood City, Calif. 
Precision Coil Spring Co. El Monte, Calif. 
P.M. Motor Company Chicago 44, Ill. 


Twentieth Century Plastics, Inc. 
Los Angeles, Cali 


Westinghouse Electric Corp. , 
Semi-Conductor Dept. 
Ultronix, Inc. 
Mlumitronic Engineering Co. 
Cosmo Plastic 
(c o Electrical Spec 
Barber Colman Co 
Tiffen Optical Co 
Roslyn Heights, Long Island, N.Y. 
Metropolitan Telecommunications Corp. , 
Metro Cap. Civision Brooklyn, N.Y 
Stewart Engineering Co Santa Cruz, Calif. 
Wakefield Engineering Inc Wakefield, Mass 


Youngwood, Pa. 
San Mateo, Calif. 
Sunnyvale, Calif. 


Co.) Cleveland, Ohio 


Rockford, Ill. 


The Bassick Co Bridgeport, Conn, 
Bausch and Lomb Optical Cr Rochester, N.Y 
—E TA. Products Co. of America Chicago, II! 


Western Devices, Inc 
Amatom Electronic 


Inglewood, Calif 


Hardware Co Inc New Rochelle, N. Y 
Beede Electrical instrument C Inc, 
Penacook, N.H 
US. Semcor Diviston ct Nuclear Corp 
of America Phoenix, Arizona 
Torrington Mfg. Co., West Div. Van Nuys, Calif, 
Ke vin Elect: ¢ Co Van Nuys Calif 


Code , 
No. Manufacturer Address 
07115 Corning Glass Works 
Electronic Components Dept. Bradford, Pa. 
07126 Digitran Co. Pasadena, Calif. 
07137 Transistor Electronics Corp. Minneapolis, Minn, 
07138 Westinghouse Electric Corp. 
Electronic Tube Div. Elmira, N.Y. 
07149 Filmohm Corp. New York, N.Y, 
07233 Cinch-Graphik Co. City of Industry, Calif. 
07261 Avnet Corp. Los Angeles, Cali‘. 
07263 Fairchild Semiconductor Corp. 
Mountain Vjew, Calif. 
07322 Minnesota Rubber Co. Minneapolis, Minn. 
07387 The Birtcher Corp. Los Angales, Calif. 
07700 Technical Wire Products Springfield, N.J. 
07910 Continental Device Corp. Hawthorne, Calif. 
07933 Rheem Semiconductor Corp. Mountain View, Cetif. 
07966 Shockley Semi-Conductor 
Laboratories Palo Alto, Calif. 
07980 Boonton Radio Corp. Boonton, N.J. 
08145 U.S. Engineering Co. Los Angeles, Calif. 
08289 Blinn, Delbert, Co. Pomona, Celif. 
08358 Burgess Battery Co. 
Niagara Falls, Ontario, Canada. 
08717 Sloan Company Burbank, Calif. 
08718 Cannon Electric Co.,Phoenix Div. Phoenix, Ariz. 
08792 CBS Electronics Semiconductor 
Operations ,Div.of C.B.S.,Inc. Lowell, Mess. 
08984 Mel-Rain Indianapolis, Ind. 
09026 Babcock Relays, Inc. Costa Mesa, Calif. 
09134 Texas Capacitor Co, Houston, Texas 
09145 Atohm Electronics Sun Valley, Calif. 
09250 Electro Assemblies, Inc. Chicago, III. 
09569. Mallory Battery Co. of 
Canada, Ltd. Toronto, Ontario, Canada 
09664 The Bristol Co. Waterbury, Conn. 
10214 General Transistor Western Corp. 
Los Angeles, Calif. 
10411. Ti-Tal, Inc. Berkeley, Calif. 
10646 Carborundum Co. Niagara Falls, N.Y. 
11236 CTS of Berne, Inc. Berne, Ind. 
11237 Chicago Telephone of California, Inc. 
So. Pasadena, Calif. 
11312 Microwave Electronics Corp. Palo Alto, Calif. 
11534. Duncan Electronic, Inc. Santa Ana, Cajif. 
11711 General Instrument Corporation 
Semiconductor Division Newark, N.J. 
11717 Imperial Electronic, Inc. Buena Park, Calif. 
11870 Melabs, Inc. Palo Alto, Calif. 
12136 Philadelphia Handle Co. Camden, N. J. 
12697 Clarostat Mfg. Co. Dover, N.H. 
12859 Nippon Electric Co., Ltd. Tokyo, /apan 
12930 Delta Semiconductor Inc. Newport Beach, Calif. 
13103 Thermolloy Dallas, Texas 
13396 Telefunken (G.M.B.H.) Hannover, Germany 
13835 Midland Mfg. Co. Kansas City, Kansas 
14099 Sem-Tech Newbury Park, Culif. 
14193 Calif. Resistor Corp. Santa Monica, Calif. 
14298 American Components, Inc. Conshohocken, Pa. 
14655 Cornell Dubilier Elec. Corp. So, Plainfield, N.J. 
14960 Williams Mfg. Co. San Jose, Calif. 
15203 Webster Electronics Co. Inc. Brooklyn, N.Y. 
15291 Adjustable Bushing Co. N. Hollywood, Calif. 
15772 Twentieth Century 
Coil Spring Co. Santa Clara, Calif. 
15909 The Daven Co. Livingston, N.J. 
16037 Spruce Pine Mica Co. Spruce Pine, N. C. 
16352 Computer Diode Corp. Lodi, N. J. 
16688 Oe Jur-Amsco Corporation 
Long Island City 1, N.Y 
16758 Delco Radio Div. of G.M. Corp. Kokomo, Ind. 
17109 Thermonetics Inc Canoga Park, Calif 
17474 Tranex Company Mountain View, Calif. 
18486 Radio Industries Des Plaines, ‘Il. 
18583 Curtis Instrument Inc. Mt. Kisco, N.Y. 
18873 E£.1. DuPont and Co., Inc. Wilmington, Del, 
19315 Eclipse Pioneer, Div. of 
Bendix Aviation Corp, Teterboro, N.J 
19500 Thomas A. Edison Industries, 
Div. of McGraw-Edison Co. West Orange, VJ 
19701 Electra Manufacturing Co Kansas City, Mo. 
20183 Electronic Tube Corp Philadelphia, Pa. 
1226 Executive, Inc New York, N.Y 
21520 Fansteel Metallurgical Corp. No. Chicago, Ill. 
21335 The Fafnir Bearing Co. New Britain, Conn, 
21964 Fed. Telephone and Radio Corp. Clifton, N.J 
24446 General Electric Co Schenectady, N.Y 
24455 G.E., Lamp Division Nela Park, Cleveland, Ohio 
00015-39 
Revised February 1965 


Code 
No. 


24655 
26365 
26462 
26992 
28480 
33173 
35434 
36196 
37942 
39543 
40920 
42190 
43990 
44655 
47904 
48620 


49956 
52090 
63743 
54294 
55026 
55933 
55938 
56137 
56289 
59446 
59730 
60741 
61775 


62119 
63743 
64959 
65092 
66295 
66346 
70276 
70309 
70319 


70485 
70563 
70903 
70998 
71002 
71041 


71218 
71286 
71313 


71400 


71436 
71450 
71468 
7147) 
71482 
71590 


71616 
71700 
71744 
71753 


71785 
71984 
72092 
72136 


71707 
712354 
72619 
72656 
72699 


72758 
72765 
72825 
72928 
12964 
12982 
73061 
73076 
73138 


Manufacturer 


General Radio Co, 
Gries Reproducer Corp. Ne 
Grobet File Co. of America, Inc. 
Hamilton Watch Co. 
Hewlett-Packard Co. 

G.E. Receiving Tube Dept. 
Lectrohm Inc. 
Stanwyck Corp. 
P.R. Mallory & Co., Inc. 
Mechanical Industries Prod. Co. 


Miniature Precision Bearings, Inc. 


Muter Co. 

C.A. Norgren Co. 

Ohmite Mfg. Co. 

Polaroid Corp. 

Precision Thermometer and 
Inst. Co. 

Raytheon Company 

Rowan Controller Co. 

Ward Leonard Electric 

Shallcross Mfg. Co. 

Simpson Electric Co. 

Sonotone Corp. 

Sorenson & Co., Inc. 

Spaulding Fibre Co., Inc. 

Sprague Electric Co. 

Telex, Inc. 

Thomas & Betts Co. 

Tripplett Electrical Inc. 


Address 


West Concord, Mass. 


w Rochelle, N.Y. 
Carlstadt, N.J. 
Lancaster, Pa. 

Palo Alto, Calif. 
Owensboro, Ky. 

Chicago, Ill. 


Hawkesbury, Ontario, Canada 
Indianapolis, Ind. 
Akron, Ohio 


Keene, N.H. 
Chicago, Il. 
Englewood, Colo. 
Skokie, Ill. 


Cambridge, Mass. 


Philadelphia, Pa. 
Lexington, Mass. 


Baltimore, Md. 


Mt. Vernon, N.Y. 


Selma, N.C. 


Chicago, Ill. 
Elmsford, N.Y. 

So. Norwalk, Conn, 
Tonawanda, N.Y. 
North Adams, Mass. 
St. Paul, Minn. 
Elizabeth 1, N.J. 
Bluffton, Ohio 


Union Switch and Signal, Div. of 


Westinghouse Air Brake Co. 
Universal Electric Co. 
Ward-Leonard Electric Co. 


Western Electric Co., Inc, New York, N.Y. 
Weston Inst. Div. of Daystrom, Inc. Newark, N.J. 
Wittek Manufacturing Co. Chicago 23, Ill. 


Wollensak Optical Co. 

Allen Mfg. Co. 

Allied Control Co., Inc 
Allmetal Screw Prod. Co., Inc. 


Atlantic India Rubber Works, Inc. 


Amperite Co., Inc. 

Belden Mfg. Co. 

Bird Electronic Corp. 

Birnbach Radio Co. 

Boston Gear Works Div. of 
Murray Co. of Texas 

Bud Radio Inc 

Camloc Fastener Corp. 

Allen D. Cardwell Electronic 
Prod. Corp. 


Swissvale, Pa. 
Owosso, Mich. 
Mt. Vernon, N.Y. 


Rochester, N.Y. 
Hartford, Conn. 
New York, N.Y. 


Garden City, N.Y. 
Chicago, Ill. 
New York, N.Y. 
Chicago, Ill. 
Cleveland, Ohio 
New York, N.Y. 


Quincy, Mass. 
Cleveland, Ohio 


Paramus, N.J. 


Plainville, Conn. 


Bussmann Fuse Div. of McGraw- 


Edison Co. St. Louis, Mo. 
Chicago Condenser Corp. Chicago, Ill. 
CTS Corp. Elkhart, Ind. 
Cannon Electric Co. Los Angeles, Calif. 
Cinema Engineering Co. Burbank, Calif. 
C.P. Clare & Co. Chicago, Ill. 


Centralab Div 


Commercial Plastics Co 

The Cornish Wire Co. 

Chicago Miniature Lamp Works 
A.0. Smith Corp., Crowley Div. 


Cinch Mfg. Corp. 

Dow Corning Corp. 
Eitel-McCullough, Inc 
Electro Motive Mfg. Co., Inc 


Willimantic 


Coto Coil Co., Inc. 

John E. Fast & Co. 

Dialight Corp 

General Ceramics Corp. 

General Instrument Corp., 
Semiconductor Div 

Girard-Hopkins 

Drake Mfg. Co 

Hugh H. Eby Inc. 

Gudeman Co 

Robert M. Hadley Co. L 

Erie Resistor Corp 

Hansen Mfg. Co., Inc 

H.M. Harper Co 

Helipot Div, of Beckman 
Instruments, Inc 
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of Globe Union Inc. 
Milwaukee, Wis. 


Chicago, Il 


New York, N.Y. 
Chicago, III. 


West Orange, N.J. 
Chicago, Ill. 
Midland, Mich. 


San Bruno, Calif 


Conn 
Providence, R.| 


Chicago, Ill. 


Brooklyn, N.Y 
Keasbey, N.J 


Newark, N.J 


Oakland, Calif. 
Chicago, Ill. 
Philadelphia, Pa. 


Chicago, Ili 

os Angeles, Calif 
Erie, Pa 
Princeton, Ind. 
Chicago, III. 
Fullerton, Calif 


Code 
No. 


73293 
73445 


73490 
73506 
73559 
73682 
73734 
73743 
73793 
73846 
73899 
73905 
74276 
74455 
74861 
74868 


74970 
75042 
75173 


75378 
75382 
75818 
75915 
76005 
76210 
76433 
76487 
76493 
76530 
76545 
76854 
77068 


77075 
7221 


77250 
17252 


77342 


77630 
71638 
77764 
77969 
78189 


78283 
78290 
78452 
78471 
78488 
78493 
78553 
78790 
78947 
79142 
79251 
79727 


79963 
80031 


80120 
80130 
80131 


80207 


80223 
80248 
80294 
80411 


80486 
80509 
80583 
80640 
81030 


81073 


81095 


81312 


From 


Manufacturer Address 
Hughes Products Division of 

Hughes Aircraft Co. Newport Beach, Calif. 
Amperex Electronic Co., Div. of North 

American Phillips Co, Inc. Hicksville, N.Y. 
Beckman Helipot Corp. So. Pasadena, Calif. 
Bradley Semiconductor Corp. Hamden, Conn. 
Carling Electric, inc. Hartford, Conn. 
George K. Garrett Co., Inc. Philadelphia, Pa. 


Federal Screw Prod. Co. Chicago, Ill. 
Fischer Special Mfg. Co. Cincinnati, Ohio 
The General Industries Co, Elyria, Ohio 
Goshen Stamping & Tool Co. Goshen, Ind. 
JFD Electronics Corp. Brooklyn, N. Y. 
Jennings Radio Mfg. Co. San Jose, Calif. 
Signalite Inc. Neptune, N.J. 
J.H. Winns, and Sons Winchester, Mass. 
Industrial Condenser Corp. Chicago, Ill. 


R.F. Products Division of Amphenol- 

Borg Electronics Corp. Danbury, Conn. 
E.F. Johnson Co. Waseca, Minn, 
International Resistance Co. Philadelphia, Pa. 
Jones, Howard B., Division 


of Cinch Mfg. Corp. Chicago, Ill. 
James Knights Co. Sandwich, Ill. 
Kulka Electric Corporation Mt. Vernon, N.Y. 
Lenz Electric Mfg. Co. Chicago, Il. 
Littlefuse Inc. Des Plaines, Ill. 
Lord Mfg. Co. Erie, Pa. 
C.W. Marwedel San Francisco, Calif. 
Micamold Electronic Mfg. Corp, Brooklyn, N.Y. 
James Millen Mfg. Co., Inc. Malden, Mass. 


J.W. Miller Co. 
Monadnock Mills 
Mueller Electric Co. 
Oak Manufacturing Co. 
Bendix Pacific Division of 
Bendix Corp. 
Pacific Metals Co. 
Phaostran Instrument and 
Electronic Co. 
Phoell Mfg. Co. 
Philadelphia Steel and Wire Corp. 
Philadelphia, Pa. 


Los Angeles, Calif. 
San Leandro, Calif. 
Cleveland, Ohio. 
Crystal Lake, Jil. 


No. Hollywood, Calif. 
San Francisco, Calif. 


South Pasadena, Calif. 
Chicago, Ill. 


Potter and Brumfield, Div. of American 

Machine and Foundry Princeton, Ind. 
Radio Condenser Co. Camden, N.J. 
Radio Receptor Co., Inc. Brooklyn, N.Y. 


Resistance Products Co. 
Rubbercraft Corp. of Calif. 


Harrisburg, Pa. 
Torrance, Calif. 


Shakeproof Division of Illinois 

Tool Works Elgin, Il. 
Signal Indicator Corp. New York, N.Y. 
Struthers-Dunn Inc. Pitman, N.J. 
Thompson-Bremer & Co, Chicago, Ill. 
Tilley Mfg. Co. San Francisco, Calif. 
Stackpole Carbon Co. St. Marys, Pa. 


Standard Thomson Corp. 
Tinnerman Products, Inc. 
Transformer Engineers 
Ucinite Co. 
Veeder Root, Inc. 
Wenco Mfg. Co. 
Continental-Wirt Electronics Corp. 

Philadelphia, Pa. 
New Rochelle, N.Y 


Waltham, Mass. 
Cleveland, Ohio 
Pasidena, Calif. 
Newtor ville, Mass. 
Hai tford, Conn. 
Chicago, III. 


Zierick Mfg. Corp. 
Mepco Division of Sessions 
Clock Co 
Schnitzer Alloy Products 
Times Facsimile Corp New York, N.Y 
Electronic Industries Association. Any brand 
tube meeting EIA standards Washington, D.C 
Unimax Switch, Div. of 
W.L. Maxson Corp. 
United Transformer Corp. 
Oxford Electric Corp. 
Bourns Laboratories, Inc 
Acro Div. of Robertshaw 
Fulton Controls Co 


Morr.stown, N.J 
Elizabeth, N.J. 


Wallinzford, Conn 
New York, N.Y 
Chicago, Ill 
Riverside, Calif 


Columbus 16, Ohio 


All Star Products Inc Defiance, Ohio 
Avery Adhesive Label Corp Monrovia, Calif 
Hammerlund Co., Inc New York, NY 


Stevens, Arnold, Co., Inc Boston, Mass 


International Instruments, Inc 

New Have 
Grayhill Co LaGrange, (il 
Triad Transformer Corp Venice, Calif 
Winchester Electronics Co., Inc. Notwalk nn 
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81349 
‘S115 
3453 


A148) 
alta) 
6) 660 
$2042 
2142 


62170 
82209 
82219 


82376 
82369 
82647 


$2866 
82877 
62693 
83053 
83058 
83086 


83125 
83148 
83186 

83298 
33315 
83330 
83385 
83501 


83594 


83740 
8377) 
8382) 
84171 
64396 
84411 
84970 
85454 
85471 


Menufecturer Address 
Military Specification = ene 
Wilkor Products, Inc. Cleveland, Ohio 
Raytheon Mig. Co., Industrial Components 

Div, Industt Tube Operations Newton, Mass 
International Rectifier Corp, El Sngundy, Calif, 
The Airpax Products Co, Cambridge, Mass, 
Barry Controls, Inc. Watertown, Mass, 


Carter Parts Co. Skokie, Hl, 
Jeffers Electronics Division of 

Speer Carbon Co. Du Bois, Pa. 
Allen B. DuMont Labs, Inc Clifton, NJ. 


Maguire Industries, Inc. 
Sylvania Electric Prod. Inc, 
Electronic Tube Diy. 

Astron Co. 

Switchcraft, Inc. 

Metals and Controls, Inc., Div, of 
Texas Instruments, Inc., 
Spencer Prods. 

Research Products Corp. 

Rotron Manufacturing Co., Inc. 

Vector Electronic Co. 

Western Washer Mfr, Co. Los Angeles, Calif. 

Car Fastener Co. Cambridge, Mass, 

New Hampshire Ball Bearing, Inc, 

Peterborough, N.H. 
Darlington, S.C. 

Los Angeles, Calif. 
Springfield, W.J. 


Greenwich, Conn, 


Emporium, Pa. 
East Newark, N.J. 
Chicago, Ill, 


Altleboro, Mass, 

Madison, Wis. 
Woodstock, N.Y. 
Glendale, Calif. 


Pyramid Electric Co. 
Electro Cords Co. ~ 
Victory Engineering Corp. 


Bendix Corp,, Red Bank Div. Red Bank, NJ. 
Hubbell Corp. Mundelein, Ill, 
Smith, Herman H., Inc, Brooklyn, N.Y. 
Central Screw Co, Chicago, Ill. 


Gavitt Wire and Cable Co., 
Div. of Amerace Corp. 
Burroughs Corp., 


Brookfield, Mass. 


Electronic Tube Div. Plainfield, N.J. 
Eveready Battery New York, N.Y. 
Model Eng. and Mfg,, Inc. Huntington, Ind, 
Loyd Scruggs Co. Festus, Mo. 
Arco Electronis, Inc. New York, N.Y. 
A.J, Giesener Co,, Inc. San Francisco, Calif. 
Good All Electric Mfg. Co. Ogaliaia, Neb. 
Sarkes Tarzian, Inc, Bloomington, Ind. 
Boonton Molding Company Boonton, N.J. 


A.B. Boyd Co. San Francisco, Calif, 
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Cod 
We. Manvfecturer Address 
85474 RLM. Bracamonte & Co. San Francisco, Calif, 
85660 Kotled Kords, Inc, New Haven, Conn. 
85911 Seamless Rubber Co. Chicago, Il, 
86197 Clifton Precision Products Clifton Heights, Pa, 
46579 Precision Rubber Products Corp, Dayton, Ohio 
46684 Radio Corp. of Amatica, RCA 
Electron Tube Div, Harrison, NJ. 
87216 Philco Corporation (Lansdale 
Division) Lansdale, Pa, 
87473 Western Fibrous Glass Products Co. 
San Francisco, Calif, 
87664 Van Waters & Rogers Inc. Seattle, Wash. 
87930 Tower Mfg. Corp Providence, R. |. 
88140 Cutler-Hammer, Inc. Lincoln, Wl. 
88220 Gould-National Batteries, Inc. St, Paul, Minn, 
88698 General Mills, Inc, Buffalo, N.Y. 
89231 Graybar Electric Co. Oakland, Calif. 
89462 Waldes Kohinoor, Inc. Cambridge, Mass. 
89473 General Electric Distributing Corp. 
Schenectady, N.Y. 
89636 Carter Parts Div. of Economy Baler Co. 
Chicago, Ill. 
89665 United Transformer Co. Chicago, lil. 
90179 U.S. Rubber Co., Mechanical 
Goods Div, Passaic, W.J. 
90970 Bearing Engineering Co. San Francisco, Calif. 
91260 Connor Spring Mfg. Co. San Francisco, Calif, 
91345 Miller Dial & Nameplate Co, E! Monte, Calif, 
91418 Radio Materials Co. Chicago, Wl. 
91506 Augat Brothers’, Inc. Attleboro, Mass. 
91637 Dale Electronics, Inc. Columbus, Nebr. 
91662 Elco Corp. Philadelphia, Pa. 
91737 Gremar Mfg. Co., Inc. Wakefield, Mass. 
91827 K F Development Co. Redwood City, Calif. 
91929 Minneapolis-Honeywell Regulator Co, , 
Microswitch Div. Freeport, Il. 
91961 Nahm-Bros. Spring Co, Oakland, Calif. 
92180 Tru-Connector Corp, Peabody, Mass. 
92196 Universal Metal Prod., Inc. Bassett Puente, Calif, 
92367 Elgeet Optical Co., Inc. Rochester, N.Y. 
92607 Tinsolite Insulated Wire Co. Tarrytown, N.Y. 
93332 Sylvania Electric Prod. Inc., 
Semiconductor Div. Woburn, Mass. 
93369 Robbins and Myers, Inc. New York, N.Y. 
$3410 Stevens Mfg. Co., Inc. Mansfield, Ohio 
93788 Howard J. Smith Inc. Port Monmouth, N. J. 
00015-39 
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Manvfecturer Address 
G. V. Controls 
Insuline-Van Norman Ind. , Inc. 
Electronic Division Manchester, N.H, 
General Cable Corp. Bayonne, N.J. 
Raytheon Mfg. Co,, Industrial Components 
Div., Roceiving Tube Operation Quincy, Mass. 
Raytheon Mig, Co., Semiconductor Div. , 
California Street Plant Newton, Mass. 
Scientific Radio Products, Inc. 


Livingston, N. J. 


Loveland, Colo. 
Tung-Sol Electric, Inc. Newark, NJ, 
Curtiss-Wright Corp., 

Electronics Div. East Paterson, N.J. 
Southco Div. of S. Cheste: Corp. Lester, Pa. 
Tru Ohm Prod. Div. of Model 

Engineering and Mfg. Co, 

Wire Cloth Products Inc. 
Worcester Pressed Aluminum Corp. 


Worcester, Mass, 


Chicago, III, 
Chicago, II), 


Philbrick Researchers, Inc. Boston, Mass. 
Allies Products Corp. Miami, Fla, 
Continental Connector Corp. Woodside, N.Y, 
Leecraft Mfg, Co., Inc. New York, N.Y, 


Lerco Electronics, Inc, 
Nationa! Coil Co, 
Vitramon, Inc. 


Burbank, Calif, 
Sheridan, Wyo. 
Bridgeport, Conn. 


Gordas Corp. Bloomfield, N.J. 
Methode Mig. Co. Chicago, Ill, 
Dage Electric Co., Inc. Franklin, Ind, 
Weckesser Co, Chicago, Il. 
Huggins Laboratories Sunnyvale, Calif. 
Hi-Q Division of Aerovox Olean, N.Y. 
Thordarson-Meissner Div. of 

Maguire Industries, Inc. Mt. Carmel, Ill. 
Solar Manufacturing Co. Los Angeles, Calif. 
Carlton Screw Co. Chicago, Ill. 


Microwave Associates, Inc. 
Excel Transformer Co. 
Industrial Retaining Ring Co. 
Automatic and Precision Mfg. Co. 

Yonkers, N.Y. 


Burlington, Mass. 
Oakland, Calif, 
Irvington, N.J. 


CBS Electronics, 

Div. of C.B.S,, Inc, 
Reon Resistor Corp. 
Axel Brothers Inc, 
Rubber Teck, Inc. 


Danvers, Mass. 
Yonkers, N.Y. 
Jamaica, N.Y. 
Gardena, Calif. 


99957 


Manufacturer Address 


Francis L. Mosley Pasadena, Calif. 


Microdot, Inc. So. Pasadena, Calif. 
Sealectro Corp, Mamaroneck, N.Y. 
Catad Corp. Redwood City, Calif. 
General Mills Minneapolis, Minn. 
North Hills Electric Co, Mineola, M.Y. 


Clevite Transistor Prod, 
Div. of Clevite Corp. 
International Electronic 
Research Corp. 
Columbia Technical Corp. 
Varian Associates 
Marshall Industries, Electron 
Products Division Pasadena, Calif. 
Control Switch Division, Controls Co. 
of America El Segundo, Calif. 
Delevan Electronics Corp, East Aurora, N.Y. 
Wilco Corporation Indianapolis, Ind, 
Renbrandt, Inc. Boston, Mass. 
Hoffman Semiconductor Div. of 
Hoffman Electronics Corp, 
Technology Instrument Corp 
of Calif. 


Waltham, Mass. 
"Burbank, Calif, 


New York, N.Y, 
Palo Alto, Calif. 


Evanston, Il. 


Newbury Park, Calif, 


THE FOLLOWING H-P VENDORS HAVE NO NUM- 
BER ASSIGNED IN THE LATEST SUPPLEMENT TO 
THE FEDERAL SUPPLY CODE FOR MANUFAC- 
TURERS HANDBOOK. 
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OO00F 
0000M 


0000p 
00002 
OOOAA 
OO0AB 
O00AC 
00088 


000MM 
OOONN 
00009 
000ss 
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OOOYY S.K. Smith Co, 


From: 


Winchester Electronics, Inc. 
Santa Monica, Calif. 
Malco Tool and Die Los Angeles, Calif. 
Western Coil Div. of Automatic 
Ind., Inc. Redwood City, Calif. 
Ty-Car Mfg. Co., Inc. Holliston, Mass, 
Willow Leather Products Corp. Newark, N.J. 
British Radio Electronics Ltd. Washington, D.C. . 
ETA England 
Indiana General Corp,, Elect. Div. Indiana 
Precision Instrument Components Co. 
Van Nuys, Calif, 
Hayward, Calif. 
San Jose 27, Calif. 
Oakland, Calif. 
Burbank, Calif, 
Burlingame, Calif, 
Los Angeles 45, Calif. 


Rubber Eng. & Development 
A ''N'' D Manufacturing Co, 
Cooltron 

Control of Elgin Watch Co. 
California Eastern Lab. 


. 
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- HP SALES AND SERVICE OFFICES IN THE U.S. AND CANADA 


ALABAMA GEORGIA Englewood, 07631 Pittsburgh Area 
Huntsville, 35801 Atlanta, 30305 Hewlett-Packard Hewlett-Packard 
Hewlett-Packard Hewlett-Packard RMC Sales Division Crossley Sales Division 
Southern Sales Division Southern Sales Division 391 Grand Avenue 2545 Moss Side Blvd. 
Holiday Office Ctr. Suite 18 3110 Maple Drive, N. E. (201) 567-3933 Monroeville 15146 
(205) 881-4591 Wr 410.751.3283 TW Tae een 
TWX: 510-579-2204 cng e NEW MEXICO 

ARIZONA Chicago, 60645 Albuquerque, 87108 TEXAS 
Scottsdale, 85251 Hewlett-Packard Hewlett-Packard — Dallas, 75209 
Hewlett-Packard Crossley Sales Division Neely Sales Division Hewlett-Packard 
Neely Sales Division 2501 West Peterson Ave. 6501 Lomas Blvd., N. E. Southwest Sales Division 
3009 No. Scottsdale Rd. (312) 275-1600 (505) 255-5586 P.0. Box 7166, 3605 Inwood Rd. 
(602) 945-7601 TWX: 910-221-0277 TWX: 910-989-1665 (214) 357-1881 and 332-6667 
TWX: 602-949-0111 INDIANA Las Cruces, 88001 TWX: 910-861-4081 


Tucson, 85716 Indianapolis, 46205 Hewlett-Packard — Houston, 77027 
Hewlett-Packard _ Hewlett-Packard Neely Sales Division Hewlett-Packard 
Neely Sales Division Crossley Sales Division 114 S. Water Street Southwest Sales Division 
232 So. Tucson Blvd. 3919 Meadows Dr. (505) 526-2486 P.0. Box 22813, 4242 Richmond Ave. 
(602) 623-2564 (317) 546-4891 TWX: 505-524-2671 (713) 667-2407 
TWX: 602-792-2759 TWX: 317-635-4300 weweronn TWX: 713-571-1353 
CALIFORNIA KENTUCKY UTAH 


Los Angeles Ar Louisville, 40218 New York, 10021 

Hewlett-Packard Hewlett-Packard Hewlett-Packard Salt Lake City, 84115 
Neely Sales Division Southern Sales Division RMC Sales Division Hewlett-Packard 
3939 Lankershim Blvd. Suite 4, 3411 Bardstown Rd. 236 East 75th Street Neely Sales Division 
North Hollywood 91604 (502) 459-4140 (212) 879-2023 1482 Major St. 

(213) 877-1282 and 766-3811 TWX: 810-535-3128 TWX: 710-581-4376 (801) 486-8166 

TWX: 910-499-2170 MARYLAND Rochester, 14625 TWX: 801-521-2604 


Sacramento, 95821 Baltimore, 21207 Hewlett-Packard VIRGINIA 
Hewlett-Packard Hewlett-Packard Syracuse Sales Division } 

Neely Sales Division Horman Sales Division 800 Linden Avenue Richmond, 23230 

2591 Carlsbad Ave. 6660 Security Blvd. (716) 381-4120 Hewlett-Packard we 
(916) 482-1463 (301) 944-5400 TWX: 716-221-1514 Southern Sales Division 


TWX: 916-444-8683 Washington, D. C. Area Poughkeepsie, 12601 ane pence anes 


San Diego, 92106 Hewlett-Packard Hewlett-Packard 

eee Horman Sales Division Syracuse Sales Division IW Xe720-296-0137 
eely Sales Division 941 Rollins Avenue 82 Washington St. 

1055 Shafter Street Rockville 20852 (914) 454-7330 ufecLe RL 

(714) 223-8103 (301) 427-7560 TWX: 914-452-7425 Seattle Area 

TWX-714-276-4263 TWX: 710-828-9684 Syracuse, 13211 Hewlett-Packard 


San Francisco Area Neely Sales Division 
MASSACHUSETTS Hewlett-Packard 11656 N. E. 8th St. 


Hewlett-Packard _ Boston Area Syracuse Sales Division 

Neely Sales Division Hewlett-Packard 5858 East Molloy Rd. Pci 
1101 Embarcadero Rd. Yewell Sales Division (315) 454-2486 TWX: 910-443-2303 
Palo Alto 94303 Middlesex Turnpike TWX: 710-541-0482 , 


(415) 327-6500 : 
TWX: 910-373-1280 fea NORTH CAROLINA 


TWX: 710-332-0382 High Point, 27262 CANADA 
Hewlett-Packard Montreal, Quebec 
Ja AL Goan Southern Sales Division Hewlett-Packard (Canada) Ltd. 
Hewlett-Packard Detroit, 48235 : 
Neely Sales Division Hewlett-Packard 1923 N. Main Street 8270 Mayrand Street 
cely (919) 882-6873 (514) 735-2273 


7965 East Prentice Crossley Sales Division 
(303) 771-3455 14425 West Eight Mile Road TWX: 510-926-1516 TWX: 610-421-3484 


TWX: 303-771-3056 {31 3) 3425700 OHIO Ottawa, Ontario 
: 313-342. Hewlett-Packard (C Ltd. 
CONNECTICUT Cleveland, 44129 Verio Nenana, 
Middletown, 06458 Ee Hewlett-Packard (613) 722-4223 
Hewlett-Packard Ae Sua ear see oes HEE TWX: 610-562-1952 
i i 7 ear 0a ; 
BE SHRrsoK RA Crossley Sales Division (216) 884-9209 Toronto, Ontario 
(203) 346-6611 842 Raymond Avenue TWX: 216-888-0715 Hewlett-Packard (Canada) Ltd. 
TWX: 710-428-2036 (612) 646-7881 1415 Lawrence Avenue West 
TWX: 910-563-3734 Dayton, 45409 (416) 249-9196 
FLORIDA Hewlett-Packard eae TWX: 610-492-2382 
eet 25 MISSOURI Crossley Sales Division 
SE Ea Kansas City, 64131 1250 W. Dorothy Lane 
EWE tl: Le Harris-Hanson Company (513) 299-3594 
Florida Sales Division 7916 Paseo Street TWX: 513-944-0090 GOVERNMENT 
2907 Northwest 7th St. (816) 444-9494 CONTRACTING OFFICES 
Peome es TWX: 816-556-2423 HAMA EU Middletown, Pa. 17057 
Orlando, 32803 St. Louis, 63144 Camp Hill Hewlett-Packard 
Hewlett-Packard Harris-Hanson Company Hewlett-Packard Contract Marketing Division 
Florida Sales Division 2814 South Brentwood Blvd. Robinson Sales Division Olmsted Plaza 
Coates Ave. (314) 647-4350 (717) 737-6791 (717) 944-7401 
TWX: 314-962-3933 Philadelphia Area TWX: 717-760-4816 


X: 305-275-1234 
Re Petersburg, 33708 NEW JERSEY Hewlett-Packard West Conshohocken, Pa. 19428 
He at * a Asbury Park Area Robinson Sales Division Hewlett-Packard 
Ponda Sales Division Hewlett-Packard 144 Elizabeth Street oe ee wetae Division 
: les Division West Conshohocken 1942 ] lizabeth St. 
410-150th Ave, Madeira Beach Robinson Sales Div (215) 248-1600 and 828-6200 (215) 753-1811 


nae eee cineee ty01) 747.1060 TWX: 215-828-3847 TWX: 215-820-3847 


COLORADO 
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HP INTERNATIONAL SALES AND SERVICE OFFICES 


ARGENTINA 
Mauricio A. Saurez 
Telecomunicaciones 
Carlos Calvo 224, Buenos Aires 
Tel: 30-6312 


AUSTRALIA 
Sample Electronics (Vic.) Pty, Ltd. 
9-11 Cremorne Street 
Richmond E. 1, Victoria 
Tel: 42-4757 (3 lines) 


Sample Electronics (N.S.W.) Pty. Ltd. 


4 Grose Street, Glebe, N.S.W. 
Tel: 69-6338 (6 lines) 


AUSTRIA 
UNILABOR H.m.b.H. 
Wissenschaftliche Instrumente 
Rummelhardtgasse 6/3 
P.0. Box 33, Vienna IX/71 
Tel: 42 61 81 


BELGIUM 
Hewlett-Packard Benelux 
20-24 Rue de I'Hopital, Brussels 1 
Tel: 11.22.20 


BRAZIL 


CIENTAL IMPORTACAO E COMERCIO LTDA 
R. Cons. Crispiniano, 69, 8. 2 Conj. 81 


Sao Paulo, S.P. 
Tel: 32-4332 


CANADA 
Hewlett-Packard (Canada) Ltd. 
8270 Mayrand Street 
Montreal, Quebec 
(514) 735-2273 


Hewlett-Packard (Canada) Ltd. 
1762 Carling Avenue 

Ottawa, Ontario 

(613) 722-4223 


Hewlett-Packard (Canada) Ltd. 
1415 Lawrence Avenue W. 
Toronto, Ontario 

(416) 249-9196 


CHILE 
Hector Calcagni 
Casilla 13942, Santiago 
Tel: 6.42.26 


DENMARK 
Tage Olsen A/S 
Rgnnegade 1, Copenhagen @ 
Tel: 29.48.00 


FINLAND 
INTO O/Y 
P. 0. Box 153 
11 Meritullinkatu, Helsinki 
Tel: 6.11.33 


FRANCE 
Hewlett-Packard France 
150 Blvd. Massena, Paris 13e 
Tel: 707.97.19 


GERMANY 
Hewlett-Packard V.m.b.H. 
Steindamm 35, Hamburg 
Tel: 24.05.51 


Hewlett-Packard V.m.b.H. 
Kurhessenstrasse 95 

6 Frankfurt am Main 
Tel: 52.00.36 


IN EUROPE 


Hewlett-Packard, S. A. 

54 Route des Acacias 
Geneva, Switzerland 
Telephone: (022) 42.81.50 
Telex: 2.24.86 

Cable: HEWPACKSA 
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Hewlett-Packard V.m.b.H. 
Reginfriedstrasse 13 

8 Munich 9 

Tel: 49.51.21/22 
Hewlett-Packard V.m.b.H. 
Technisches Biro 
Herrenbergerstrasse 110 
703 Boblingen, Wirttemberg 
Tel: 6971 


GREECE 


K. Karayannis 
Klaftmonos Square, Athens 124 
Tel: 230.301 (5 lines) 


INDIA 


The Scientific Instrument Company, Ld. 
6, Tej Bahadur Sapru Road, Allahabad 1 
Tel: 2451 

The Scientific Instrument Company, Ld. 
240, Dr. Dadabhai Naoroji Rd., Bombay 1 
Tel: 26-2642 

The Scientific Instrument Company, Ld. 
11, Esplanade East, Calcutta 1 

Tel: 23-4129 

The Scientific Instrument Company, Ld. 
30, Mount Road, Madras 2 

Tel: 86339 

The Scientific Instrument Company, Ld. 
B-7, Ajmeri Gate Extn., New Delhi 1 
Tel: 271053 


IRAN 
Telecom Ltd. 
P. 0. Box 1812, Tehran 
Tel: 43850 


ISRAEL 
Electronics & Engineering Ltd. 
16 Kremenetski St., Tel Aviv 
Tel: 35021-2-3 


ITALY 
Hewlett-Packard Italiana S.p.A. 
Viale Lunigiana 46, Milan 
Tel: 69.15.84/5/6 


Hewlett-Packard Italiana S.p.A. 
Palazzo Italia 

Piazza Marconi, 25, Roma-Eur 
Tel: 59.12.544/5 


JAPAN 
Yokogawa-Hewlett-Packard Ltd. 
2270 |Ishikawa-cho 
Hachioji, Tokyo 
Tel: Hachioji 0426-3-1231 (19 lines) 
Yokogawa-Hewlett-Packard Ltd. 
No. 3, 6-chome, Aoyama-Kitamachi 
Akasaka, Minato-ku, Tokyo 
Tel: 403-0073, 403-0074, 403-0075 


Yokogawa-Hewlett-Packard Ltd. 
No. 8, Umeda, Kita-ku, Osaka City 
Tel: 361-3084, 341-2095 


Yokogawa-Hewlett-Packard Ltd. 
No. 4, 3-chome, Himeikedori, 
Chigusa-ku, Nagoya City 

Tel: 75-8545 


KOREA 
American Trading Company, Korea, Ltd. 
112-35 Sokong-Dong, Jung-ku 
Seoul P. 0. Box 1103, Seoul 
Tel: 3-7049, 3-7613 


For Sales and Service Assistance in Areas Not Listed Contact: 


IN LATIN AMERICA 
Hewlett-Packard Inter-Americas 
1501 Page Mill Road 
Palo Alto, California 94304, U.S.A. 
Telephone: (415) 326-7000 
TWX: 910-373-1267 
Telex: 033811 Cable: HEWPACK 


NETHERLANDS 


Hewlett-Packard Benelux N.V. 
23 Burg Roellstraat, Amsterdam W. 
Tel: (020) 13.28.98 and 13.54.99 


NEW ZEALAND 
Sample Electronics (N. Z.) Ltd. 
8 Matipo Street 
Onehunga S. E. 5, Auckland 
Tel: 565-361 


NORWAY 
Morgenstierne & Co. A/S 
Ingenigrfirma 
6 Wessels Gate, Oslo 
Tel: 20 16 35 


PORTUGAL 
TELECTRA 
Rua Rodrigo da Fonseca 103 
P. 0. Box 2531, Lisbon 1 
Tel: 68 60 72 and 68 60 73 and 68 60 74 


PUERTO RICO & VIRGIN ISLANDS 
San Juan Electronics, Inc. 
150 Ponce de Leon, Stop 3 
P. 0. Box 5167 
Pta. de Tierra Sta., San Juan 00906 
Tel: 722-3342, 724-4406 


SPAIN 
ATAIO, Ingenieros 
Enrique Larreta 12, Madrid 6 
Tel: 235.43.44 and 235.43.45 


SOUTH AFRICA 
F. H. Flanter & Co, (Pty.), Ltd. 
Rosella House 
Buitencingle Street, Cape Town 
Tel: 3-3817 


SWEDEN 
H-P Instrument AB 
Centralvagen 28, Solna, Centrum 
Tel: 08-83.08.30 and 10-83.08.30 


SWITZERLAND 
Max Paul Frey 
Wankdorffeldstrasse 66, Berne 
Tel: (031) 42.00.78 


TAIWAN (FORMOSA) 
Hwa Sheng Electronic Co., Ltd. 
21 Nanking West Road, Taipei 
Tel: 4 6076, 4 5936 


TURKEY 
TELEKOM Engineering Bureau 
P.0. Box 376—Galata, Istanbul 
Tel: 49.40.40 


UNITED KINGDOM 
Hewlett-Packard Ltd. 
Dallas Rd., Bedford, England 
Tel: Bedford 68052 


VENEZUELA 
Citec, C. A. 
Edif. Arisan-Of #4 
Avda. Francisco de Miranda-Chacaito 
Apartado del Este 10.837, Caracas 
Tel: 71.88.05 


YUGOSLAVIA 
Belram S.A. 
83 Avenue des Mimosas 
Brussels 15, Belgium 
Tel: 35.29.58 


ELSEWHERE 
Hewlett-Packard 
International Marketing Department 
1501 Page Mill Road 
Palo Alto, California 94304, U.S.A. 
Telephone: (415) 326-7000 
TWX: 910-373-1267 

Telex: 033811 Cable: HEWPACK 
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CERTIFICATION 


The Hewlett-Packard Company certifies that this instrument was 
thoroughly tested and inspected and found to meet its published 
specifications when it was shipped from the factory. The Hewlett- 
Packard Company further certifies that its calibration measurements 
are traceable to the U.S. National Bureau of Standards to the extent 
allowed by the Bureaw’s calibration facility. 


WARRANTY AND ASSISTANCE 


All Hewlett-Packard products are warranted against defects in 
materials and workmanship. This warranty applies for one year from 
the date of delivery, or, in the case of certain major components listed 
in the operating manual, for the specified period. We will repair or 
replace products which prove to be defective during the warranty 
period. No other warranty is expressed or implied. We are not liable 
for consequential damages. 


For any assistance contact your nearest Hewlett-Packard Sales and 
Service Office. Addresses are provided at the back of this manual. 
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